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ABSTRACT

The generation of particles in gas handling systems as a result of corrosion
is a major concern in the microelectronics industry.  The corrosion can be caused by
the presence of trace quantities of water in corrosive gases such as HCl or HBr.
Presently there are several commercial instruments that are capable of detecting
trace water vapor with detection limits as low as 50 ppb in N2.  However, none of
these commercially available instruments are compatible with corrosive gases.
FTIR spectroscopy has been shown to be a method that can be made compatible
with corrosive gases and is capable of detecting low ppb levels of water vapor.
Furthermore, the use of chemometric multivariate calibration has been shown to
improve detection limits compared to conventional calibration methods that employ
peak heights or areas.  In this report, the application of FTIR spectroscopy
combined with classical least squares multivariate calibration to detect trace H2O in
N2, HCl, and HBr is discussed.

Chapter 2 discusses the gas handling system and instrumentation required to
handle corrosive gases.  This system is used for the generation of samples used in
the development of the infrared method.
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The calculation of an absorbance spectrum relies on the measurement of a
blank sample, called the background spectrum.  In the case of the determination of
gas phase water vapor, the acquisition of a blank sample is almost impossible,
because of the difficulty of completely removing water vapor from the optical path of
the FTIR system.  A method of generating a background spectrum useful to the
measurements discussed in this report, as well as in other application areas such
as gas phase environmental monitoring, is discussed in Chapter 3.

A Nicolet model 800 FTIR system was initially used to establish the optimal
conditions required to perform a H2O vapor calibration in N2 and estimate detection
limits for this technique.  The key problems identified were obtaining an adequate
purge and establishing equilibrium in the cell.  Experimental results obtained with
that system are presented in Chapter 4.  Those results made it possible to optimize
the design options for the construction of a dedicate system for low ppb water vapor
determination.  These designs options are discussed in chapter 5.

An FTIR prototype accessory was built in collaboration with Axiom Analytical
Inc.  In addition, a commercially available evacuable FTIR system was obtained
from Midac Corp. for evaluation.  Test results obtained with both systems are
discussed in chapter 6.  Experiments dealing with the interaction between H2O-HCl
and potential improvements to the detection system are discussed in Chapter 7.

In conclusion, the detection limit of FTIR spectroscopy combined with
classical least squares multivariate calibration is about 20 ppb using a one meter
path length cell and a one minute collection time.  Longer collection times or a
longer pathlength cell can give greater sensitivity.  Both options cause the speed of
the measurement to be negatively impacted.  The increase in the measurement time
with longer data collection times is obvious.  The use of longer pathlength cells
requires longer equilibration times.  Thus, the user can trade off speed for
sensitivity depending on individual situations.
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CHAPTER 1

INTRODUCTION

1.1  RESEARCH OBJECTIVE

The objective of the research described in this dissertation is to develop an
infrared spectrometer system that can be used as an in-line monitor for trace water
vapor determination in corrosive gases.  There are no commercial instruments
available today that are compatible with corrosive gas samples.

The demand for high purity process materials, especially gases, has
increased significantly over the past decade in the semiconductor industry.  These
gases are used during the manufacture of integrated circuits, mainly for wafer
oxidation, chemical vapor deposition, sputtering, resist stripping, wafer etching, ion
implantation, and wafer cleaning.  Gas purity is specified by the assay number, with
typical values ranging from 99.99 to 99.9999 percent, depending on the gas and the
requirements of the process.(1)

Etching thin films is a very common process in the microelectronics industry.
Film types commonly etched include silicon dioxide, polysilicon, aluminium, silicon
nitride or selicide.(2)  Polysilicon etching requires combinations of fluorine- and
chlorine-based chemical gases, such as hydrogen chloride.  The presence of
contaminants in the etching gases such as water, can cause corrosion of the gas
distribution system.(3)  Anhydrous hydrogen chloride is converted to hydrochloric
acid in the presence of water.  Corrosion of the gas handling system leads to the
production of particles that can be transported by the high purity gas streams to the
wafer.  The presence of particles impact device yields, or can even cause a process
line failure.  In either case, a corroded gas handling system must be replaced.  A
moisture contamination level as low as 1 ppm-v in a gas such as HCl is sufficient to
cause these problems.(4)  Therefore it is imperative that gases be delivered to the
process site free of contaminants.

In order to achieve very high levels of purity, the semiconductor industry is
working to update chemical purity standards, improving the technology in chemical
filtration, employing new chemical manufacturing methods (e.g., point of use
generation), and cleaning up chemical distribution and reprocessing systems.(5)

The demands for starting materials of increased purity have created a need for
analytical instrumentation which improved detection limits.

A number of analytical techniques have been employed to determine trace
water in semiconductor gases.  These methods include the chilled mirror
hygrometer,(6-7) the electrolytic hygrometer,(6-7) quartz crystal oscillator,(6) capacitive
(aluminium oxide and silicon oxide) hygrometers,(6) and the Atmospheric Pressure
Ionization Mass Spectrometer (APIMS).(7-9)

The most widely accepted technique for determining trace water in inert
gases is the chilled mirror hygrometer.(10)  The chilled mirror hygrometer indicates
the temperature (called saturation or dew point temperature), at which the moisture
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vapor in a gas is saturated and in equilibrium with liquid moisture on the surface of
a cooled mirror.  When the sample gas flows into the gas chamber in the
hygrometer, the sample gas passes over the surface of a mirror.  The mirror is
cooled, and the temperature at which the water vapor condenses into dew and
clouds the mirror is the dew point temperature, which is electrically measured and
related to the H2O concentration in the gas.  The main drawback of this technique is
that the measurement is impractical for production applications, because the time
required to establish equilibrium.  Chilled mirror hygrometers are also expensive
and relatively bulky for plant use.(6)

The electrolytic hygrometer consists of a hollow tube cell with two spiral wire
electrodes, that are coated with a hygroscopic film such as phosphorous pentoxide
(P2O5).  When the gas sample flows through the cell at a fixed flow rate, moisture is
adsorbed into the film, and is then electrolyzed into hydrogen and oxygen.  The
electrolytic cell hygrometer measures the current required to electrolyze the
moisture that is proportional to its mass by Faraday's law.  It is a reliable technique
for trace water determination in inert gases above 50 ppb, but its time response is
slow and its sensitivity is lost after prolonged use in a dry environment.(6)

A quartz crystal oscillator hygrometer measures the moisture content of a gas
by measuring the change in vibrational frequency of a quartz crystal, coated with a
hygroscopic resin like P2O5, when it is alternately exposed to the sample and a dry
reference gas (a high efficiency dryer/filter is used when the gas is passed through
the reference).  The increase in mass caused by adsorbed moisture on the P2O5 film
translates to a decrease oscillation frequency, which is related to the moisture
content of the gas stream.  Its suitability for use in corrosive gases has not been
fully evaluated.(6)

Aluminium oxide and silicon oxide are porous materials, where their dielectric
constant varies with the amount of water adsorbed.  A capacitive sensor consists of
one of these materials between two electrodes.  The major disadvantages of these
sensors are that they can suffer from hysteresis, instability, and drift in calibration.(6)

APIMS is a reliable technique that offers the lowest detection limit for the
measurement of sub-ppb to ppt water levels.  Its extraordinary sensitivity is due to
the preferential ionization of impurities.  APIMS utilizes a corona discharge to ionize
some fraction of the matrix gas at atmospheric pressure.  The preferential ionization
of impurities results from collision between ionized matrix gas molecules and the
impurities.  Moisture is easily ionized and together with other ions is accelerated
through regions of decreasing pressure into a quadrupole mass spectrometer.  The
ion currents for each mass/charge ratio are then separately detected.  APIMS is
considered a reliable laboratory technique for low level H2O determination, but
impractical for in-line analysis in the microelectronics industry.(7-9)

None of these methods are suitable for the measurement of trace water
vapor in corrosive gases.  All these methods require the sample to be in contact
with a transducer, something not required by optical methods.  Therefore by using
spectroscopy techniques with corrosion resistant material parts to handle the
corrosive samples provide a convenient method for the determination of trace water
vapor in these difficult samples.
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The use of Fourier transform infrared (FTIR) spectroscopy has been
investigated to determine trace water vapor concentrations in HCl gas.  Samples
were generated using permeation tubes and nitrogen as diluent gas.(11-14)  However,
minimum detectability was estimated to be 30-100 ppb using 5 minutes scanning
time at 2 cm-1 resolution, an 8-10 m pathlength gas cell, and Mercury-Cadmium-
Telluride, HgCdTe (MCT) or Indium Antimonide (InSb) detectors.  However, it must
be noted that those determinations were achieved by using just one isolated
frequency (1653 cm-1 or 3854 cm-1) in the calibration.  Nevertheless, FTIR
spectroscopy has been shown to be a technique that can be successfully used for
trace water detection in corrosive gases.  In order to develop a FTIR system for in-
line analysis in the semiconductor industry instrumental parameters and data
analysis capabilities must be optimized to achieve optimal performance.

The use of multivariate calibration methods (Chemometrics Data Analysis
Methods), coupled with FTIR Spectroscopy, has been shown to provide improved
quantitative results compared with traditional peak-height measurements in the
determination of dopant elements of borophosphosilicate glass (BPSG) films on Si
wafers for the microelectronics industry.(15)  The present work will demonstrate that
infrared absorption spectroscopy together with classical least squares (CLS)
multivariate calibration is capable of determining trace water vapor in corrosive
gases with lower detection limits than achieved with the univariate methods.  A
product of this research will be an infrared system capable of being used as an in-
line monitor in a production environment in the semiconductor industry.

A number of other optical techniques are currently being investigated for this
application.  In Tunable Diode Laser Spectroscopy (TDLS) the water 1456.888 cm-1

infrared absorption line is generated using a Pb-salt laser source.  H2O detectability
of 0.4 ppb in N2 and 4 ppb in HCl has been demonstrated.(16)  Applying diode laser
absorption spectroscopy to trace analysis with wavelength modulation spectroscopy
in the near-IR region has also been applied to trace analysis.(17-19)  Their approach
is to generate the 7200 cm-1 (1.393 µm) H2O absorption frequency using a
InGaAs/InP laser.  A Herriot cell design,(20) that is more appropriate for laser
spectroscopy, is employed.  The expected detection limits are in the sub-ppb
range.(21)  Part per trillion detection limits have been claimed by proponent of
intracavity laser absorption spectroscopy.  The high sensitivity derives from the fact
that absorbing species are placed in the cavity of the laser, where an effective
pathlength of kilometers can be achieved.(22-23)  A similar concept is applied in a new
technique called cavity ring-down spectroscopy, where the sample gas is placed in
the laser cavity.  The cavity consists of two high reflectance mirrors.  Laser pulses
are directed to the cavity where mirror reflectance of up to 99.99% ensures that the
photons stay trapped in the cavity for microseconds, bouncing back and forth
thousands of times.  The intensity of the leaked light decreases exponentially (due
to the reflectance of the mirror is less than 100 %), and the time it takes to decay to
1/e of the initial intensity is known as the "ringdown" time.  The absorbance is
measured indirectly through the relationship of absorbance to the time of photon
decay in the cavity.(24-26)  However, this technique has not yet been applied to trace
water determination in corrosive gases.
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1.2  THEORETICAL BACKGROUND

1.2.1  FTIR Spectroscopy for trace gas analysis

The Michelson interferometer is the basis of a FTIR spectrometer.  A detailed
explanation of how an FTIR spectrometer works has been given elsewhere.(27-29)

There are two advantages of FTIR spectrometers when compared to dispersive
spectrometers.  First, FTIR spectroscopy is a multiplexing technique, where all
optical frequencies from the source are observed simultaneously (Fellget's
advantage).  Thus, there is a signal-to-noise ratio (SNR) gain because the signal at
each frequency is measured for the entire scan time.  The second advantage of
FTIR instruments is that it is a high-throughput technique because it does not
require the use of slits as a dispersive instrument does (Jacquinot's advantage).
This throughput advantage of FTIR spectrometers over dispersive spectrometers
makes FTIR instruments more suitable for quantitative trace gas analysis.  The
improved throughput and Fellget's advantage result in an SNR gain, when
compared to a conventional infrared spectrometer, of a factor of 10 to 40.

FTIR spectroscopy has been applied to the study of air pollutants and
environmental samples for many years.  Generally long pathlength absorption cells
are used to achieve sub-ppm sensitivity for a variety of compounds.  The sensitivity
also depends on parameters as the inherent absorption strength of the bands being
observed, and instrumental factors such as resolution, measurement time, source
brightness, detector noise, and spectrometer throughput .

To determine trace amounts of analyte, according to Beer's law, the
absorbance is directly proportional to the absorptivity of the analyte, its
concentration and the pathlength of the cell:

A = ε b C     .....(1.1)
where A = absorbance

ε = absorptivity in units of length-1 concentration-1 (e.g., m-1 M-1)
l = pathlength in units of length, (e.g., m)
C = concentration in Molarity or g/mol

To increase the absorption of the analyte, and hence to increase the
sensitivity of the detection long path cells are used.  The most common long path
cell is of the type designed by White.  The long pathlength is obtained by multiple
reflections of the infrared beam among three mirrors (see Figure 2.5).  Such cells
can be built so that by varying the number of reflections the pathlength can be
changed.  Because there are reflection losses at the mirror surfaces the number of
reflections cannot be increased indefinitely.  A point is reached where the decrease
in SNR due to loss of light cancels the gain from a longer path.

The spectrum of water vapor in the mid-infrared region consists of three
absorption bands centered at 1596, 3652, and 3756 cm-1, due to three normal
vibrational modes,(29) as shown in Figure 1.1.  The vapor phase spectrum of
hydrogen chloride and hydrogen bromide in the mid-infrared region consist of one
rotational-vibrational band containing the P-R structure of diatomic molecules
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centered at approximately 2900 cm-1 ,(30) and 2650 cm-1 ,(31) respectively.  The
fundamental absorption band of HCl is shown in Figure 1.2.

Figure 1.1  Vibrational modes in the H2O molecule. a) Symmetrical stretching,
υ1 =  3652 cm-1. b) Asymmetrical stretching, υ 2 =   3756 cm-1.
c) Bending, υ 3 =  1596 cm-1.

 2885 cm-1 3070 cm-1   2650 cm-1

Figure 1.2  High resolution HCl fundamental absorption band.  The lines are
doubled due to the presence of two isotopes Cl35 and Cl37.

The SNR for a FTIR spectrometer increases as the square root of the
measurement time at a given resolution.  The measurement time is varied by
changing the number of scans that are signal-averaged to produce an
interferogram.  Resolution is changed by varying the length of travel of the moving
mirror.  High resolution spectra are noisier than low resolution spectra due to
angular divergence, and the need to use apertures(28).  Also high resolution spectra
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take more time to accumulate than do low resolution spectra because the mirror has
to move a longer distance.  If a high resolution spectrum is required, it takes longer,
it is noisier, but the information content of the spectrum is increased compared to a
low resolution spectrum.  Lower resolution can be obtained with better SNR and
shorter measurement time, but can hide some interferences.  These are the trading
rules for an FTIR instrument and often the optimum conditions for a specific
experiment have to be determined empirically.  The optimum resolution for accurate
quantitative trace water vapor measurements will be discussed in section 5.6.

The most common infrared source used to provide energy in the mid-infrared
region is the glowbar.  It consists of a rod of silicon carbide that is heated to
temperatures above 1400 K.  It is also more rugged and has better emisivity at short
wavelengths ( λ < 6 µm ) than does another commonly used IR source, the Nernst
glower, but water cooling is needed to cool the metallic electrodes attached to the
silicon carbide rod.

Fourier transform infrared spectrometers commonly use deuterated triglycine
sulfate, DTGS, detectors.  They cover the mid-infrared range from 4000-400 cm-1.
The main drawbacks of pyroelectric detectors are that they are less sensitive than
other detectors available, and they have relative slow response.  Mercury cadmium
telluride, HgCdTe or MCT, detectors are also commonly employed.  It is a
semiconductor photon detector for which cutoff and sensitivity vary on the
composition of the semiconductor.  MCT detectors cover the 5000-600 cm-1 range,
and generally operate in the photoconductive mode.  The major advantage of MCT
detectors is their sensitivity.  They are about 10 times more sensitive than DTGS
detectors.  They are also faster, but they must be cooled with liquid nitrogen,
because the heat given off by the detector element itself is detected, giving rise to a
large noise signal.  Indium Antimonide, InSb, is another infrared detector used in
the mid-infrared region.  It is also a photon detector operating in the photovoltaic
mode over the 8000-1800 cm-1 spectral region.  It has the highest detectivity of the
commonly used detectors.  They are about 10 times more sensitive than MCT
detectors.  They must also be cooled with liquid nitrogen.

Chapter 5 will present a more detailed explanation of optimization of
instrumental parameters to determine the best instrument setup for low level water
vapor determination in corrosive gases.

1.2.2  Chemometrics Data Analysis

The use of chemometrics has become very popular for quantitative analysis
based on molecular spectroscopic data.  Specifically, multivariate calibration, a
technique of chemometrics, has been successfully applied to the analysis of
complex spectral data.(32)  There exist a variety of multivariate techniques including
classical least squares,(33-35) inverse least squares,(35-36) principal component
regression,(37,38) and partial least squares.(37,38)  The main advantage of these
methods over conventional univariate analysis, is that the use of multiple
frequencies, instead of one isolated frequency, improves the precision, accuracy,
and reliability of determinations based on infrared spectral data.  Furthermore, one
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can also extract information about outlier samples in a calibration set or among
unknown samples.  The details and algorithms of these methods have been
described thoroughly by Haaland and Thomas.(37)

The CLS multivariate calibration model is the simplest multivariate calibration
method based on the Beer's law.  During the calibration step the absorbance data at
"n" frequencies of a set of "m" calibration samples, in which "l" component
concentrations have been determined by a reference method, are considered as
standards.  Thus, the model can be written using matrix notation as:

A KC EA= +      .....(1.2)
where A is the n x m matrix consisting of the absorbance of each of the m samples
at n frequencies (the spectra for the m samples), C is the l x m matrix of the l
component concentrations in the m samples, and K represents the n x l matrix of
pure component spectra.  EA  is the n x m matrix of spectral noise (or model error)
present in the spectra.  Thus, in the calibration step the absorbances and
concentrations of the standards are used to estimate the pure component spectra
for each component at each frequency.  Note that CLS can be considered as a
factor analysis method based on Beer's law.  Since it minimizes the error in the
measured absorbances, the least squares solution for the pure component spectra
is determined as:

$ ' /( ' )K AC CC=      .....(1.3)

where C' is the transpose matrix of C, and $K  is used to represent the least squares
estimate of the pure component spectra K.  This least squares solution minimizes
the sum of squares of the differences in the measured and estimated spectral
intensities (called also the spectral residuals) at each frequency separately.

Qualitative information, like molecular interactions and matrix effects, can be
extracted from the CLS calibration step by comparing the measured pure
component spectra with the estimated pure component spectra.(34)

During the prediction step, an unknown spectrum is modeled using Beer's
law as a column vector a of absorbances at n frequencies:

a = aKc e+      .....(1.4)
where K is the n x l matrix representing the pure component spectra and c is the
vector of component concentrations in the sample.  The least squares solution for
the concentration of the unknown is obtained using $K  from equation (1.3):

$ $ ' / ( $ ' $ )c K K K== a      .....(1.5)
where $c  is the estimated concentration in the unknown.  This solution is a least
squares curve-fitting procedure of a linear combination of the estimated pure
component spectra, that minimizes the sum of squared differences between the
sample spectrum and this linear combination of the estimated pure component
spectra at all frequencies simultaneously.  Also, the presence of unexpected
components in the unknown sample, but not in the calibration samples, can be
determined by examining the spectral residuals.(39)

Another advantage of CLS multivariate calibration method is its capability to
fit spectral baseline variations even though nonlinear baseline variations are
present.(40)  Band-by-band analysis with linear baseline modeling can perform a
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separate CLS analysis for each spectral region, band, selected and it will be
discussed later.  The main disadvantage of CLS over PLS and PCR is that all
components that have spectral features in the spectral region being analyzed have
to be included in the calibration set.  Also, CLS is not useful for estimating chemical
and physical properties of samples from their spectra, as the CLS model is based
on Beer's law.  Nevertheless, CLS is a multivariate calibration technique that is
highly suited to trace gas analysis.  The improvement in detection limits compared
with the univariate classical method will be presented in section 5.5.
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CHAPTER 2

EXPERIMENTAL INSTRUMENTATION

2.1  THE GAS HANDLING SYSTEM

Many industrial processes require extremely high purity input gases.  In the
microelectronics industry, for example, the specifications for moisture content is as
low as 1 ppb for bulk gases (N2, O2, Ar, H2, and He), and in the range of 0.1-1 ppm
for electronic specialty gases (SiH4, WF6, HCl, HBr, CF4, NF3, etc.).  This is because
specialty gases are more reactive than bulk gases, which are generally supplied to
the point-of-use via a distribution system, while specialty gases are commonly
stored in cylinders, where they can pick moisture from the cylinder surface.  In the
semiconductor industry a typical gas distribution system consists of one or several
gas manifolds with several Mass Flow Controllers (MFCs), valves, filters, dryers,
pressure sensors and long piping and tubing configured to deliver the gases to the
process equipment.  It must be noted, however, that this system must meet
ultraclean specifications to meet the desired gas purity levels.  Conventional gas
distribution systems are a source of impurities and often contaminate the high purity
gas that it delivers to the process tool.  For example, moisture can be desorbed by
reactive gases from the surfaces in a conventional gas delivery system.  The
contamination can be attributed to: a) actuated components (seals and seats) in
MFCs and valves , and b) interconnect tubing.

Conventional gas delivery systems use MFCs and valves with elastomer
components that can shed particles when actuated.  Elastomer components can
absorb small amounts of moisture from the environment when manufactured, or
when a gas delivery system is exposed to the ambient.  The elastomer components
in the MFC act as a moisture trap and can outgas the adsorbed moisture into the
high purity gas being delivered over long periods of time.  The other significant
source of contamination is the internal surface of the delivery system tubing.  A
large internal surface area will provide areas for adsorption of moisture from the
ambient.  Conventional gas manifolds consist of single melt electropolished
stainless steel surfaces with marginal surface roughness ≥ 20 Ra µin.(1)  In single
melt stainless steel tubing, oxide inclusions of Si, Ca, Al, and Ti are possible.
Inclusions are a source of contamination, since they increase the tubing surface
roughness and the internal surface area and are sites for moisture entrapment.
Furthermore, they can leach into the gas stream or react with the gas producing
undesirable contaminants.

The preferred method of producing a high purity gas delivery system is to use
very smooth electropolished stainless steel tubing.  Electropolished stainless-steel
tubing with a Cr/Fe ratio of about 1.5 and a Cr2O3/Fe2O3 ratio of about 2.5 has
surface characteristics suitable for gas delivery systems.  This type of surface has
low moisture adsorption and rapid desorption compared to untreated stainless-steel
surfaces.(2)  When halogen gases are used, the welding techniques used to prepare
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the system as well as the metallurgical quality of the 316L stainless steel tubing are
important.(3)  Ultraclean manifolds are produced using double vacuum melt
electropolished stainless steel tubing with all metal components in the MFCs and
valves.  Electropolished double vacuum melt stainless steel surfaces with marginal
surface roughness ( ≤  5  Ra µin) provide a surface with minimal moisture adsorption
and rapid desorption characteristics.(4)

In summary, maintaining the purity of a gas in a distribution system requires
careful selection of designs, materials and procedures.  The surface area of
components gas lines must be reduced (i.e., internal volume), the dead space within
components and piping must be minimized, metal seals instead of elastomers MFCs
must be employed, the tubing has to be high quality electropolished stainless steel
with all "wetted" surfaces (those that come into contact with the gas), improved gas
filtration and purification technologies must be used, and strict procedures for
installing and maintaining the gas distribution system, and for cylinder changeouts
must be adhered to.(5)

The gas handling system used in this research is shown schematelly in
Figure 2.1.  It was designed and built in collaboration with Control Systems
Incorporated of Rio Rancho, New Mexico.  The 1/4" diameter tubing is 316L grade
stainless steel, seamless, electropolished, and was thoroughly cleaned in a Class
100 clean room with hot deionized water.  The stainless steel piping components
were supplied by Valex Corporation according to their 401 specification for use in
ultra-high purity process applications in semiconductor manufacturing systems.(6)

Joints and bends are made with Cajon high purity Micro-Fit fittings that are specially
cleaned, electropolished, and vacuum sealed in a Class 100 environment.  At points
where periodic disassembly is required, Cajon VCR metal gasket face seal fittings
designed for ultra clean systems are used.  Nupro diaphragm valves, model SS-
DLBW4, are used throughout the gas system.  The valves were also assembled in a
Class 100 clean room following accepted procedures for ultra-high purity systems.
MKS MFC 1100 Series was used to control the flow of nitrogen.  The MFC 1100
Series wetted materials are 316L stainless steel and nickel with Viton seals.  With
corrosive gases, a Tylan 2900 series or a MKS Type 1359C were used as the flow
controller.  In these controllers, the wetted materials are 316 stainless steel and
nickel with Kalrez seals.  All components in the gas handling system were helium
leak-tested.

The gas cabinet is a model GG100, two-cylinder cabinet from Air Products.
The N2 source is boil off from a large liquid N2 tank located near the laboratory, in
which the H2O content is typically 200-250 ppb.  The N2 dryer is a Waferpure gas
purification system, model WGPS 030-31, from Millipore.  The HCl used for all
experiments was Matheson semiconductor grade.  The H2O content of the HCl is
specified to be less than 10 ppm.  The HCl dryer is a Waferpure gas purification
system for chloride gases, Millipore model WGPS 030-2C.  The HBr is Airco ULSI
grade.  The H2O content of the HBr is specified to be less than 3 ppm.  The HBr
dryer is a Waferpure mini XL integrated filter/purifier, Millipore model WPMV 200
SB.  The Waferpure systems include
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particle filtering to 0.05 µm and are specified to reduce moisture to < 1 ppb for N2, <
10 ppb for HCl, and < 100 ppb for HBr.

 
 

 

Gas Cabinet

Elect. H2O Analyzer

P.T.

 MFC

MFC

Moisture
Generator

Scrubber

V

Vent

 

MFC   Mass Flow Controller
D         Dryer
P          Pressure Gauge
F          Particle Filter
R          Regulator
V          Vacuum Port
P.T.      Permeation Tube
PC        Pressure Controller 

F

D

D

 P

 R R

   HCl
   HBr

 N2

F

 P

Cell MFC

 MFC

 MFC   

V

 MFC

MFC  P

 P

V
PC

Figure 2.1  Schematic of the gas handling system.

As shown in Figure 2.1 three vacuum ports are attached to evacuate the gas
handling system when corrosive gases are used.  The vacuum system consists of a
diaphragm pump, a liquid nitrogen cooled adsorption pump, and an ion pump.
Before switching the system from a corrosive gas (HCl or HBr) to N2, the diaphragm
pump is used to cycle the system several times between rough vacuum and purge.
The three vacuum pumps could also be used when high vacuum was needed to
evacuate the gas cell to 10-6 torr.  Also, the diaphragm pump is used to evacuate
the gas bottle (through the regulator) when changing the bottle.  An aqueous basic
solution in a scrubber was used to neutralize both corrosive gases.  The gas
exhaust is monitored with a HCl/HBr sensor that insures no significant amount of
corrosive gas is introduced into the environment.

A moisture generator and moisture electroanalyzer, shown in Figure 2.1,
were used when experiments are carried out in N2 .  When flowing corrosive gases,
these instruments were bypassed due to incompatibility with those gases.

2.2  THE L'EAU PRO MOISTURE GENERATOR

The preparation of very low and constant levels of water vapor is a difficult
process.  Standards for other atmospheric contaminants can accurately be prepared
and stored in cylinders.  That is not the case for ppm and sub-ppm moisture
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standards due to the fact that adsorption-desorption processes can occur in the
cylinder itself as discussed in section 2.1.  Two complementary methods have been
developed and validated for the generation of ppm and sub-ppm water vapor
samples.(7)

The commercially available L'Eau Pro moisture generator, manufactured by
Meeco Incorporated, uses a permeation-dilution principle to generate precisely
controlled concentrations of water vapor at parts-per-billion levels.  The generator
consists of a permeation tube, manufactured by GC industries, enclosed in a
temperature controlled chamber.  Water vapor is released from the permeation
device into a controlled flow of pre-dried diluent gas, as shown in Figure 2.2.

MFC   DRYER
OUTLET

VENT

INLET

TEMPERATURE
CONTROLLER

PERMEATION
TUBE

P

Figure 2.2  Schematic diagram of the moisture generator.

The permeation tube has a silicone permeation membrane between a sample
of liquid water and a vapor phase moisture chamber, with a second membrane
between the vapor phase chamber and the diluent gas.  The use of two membranes
reduces the effects of temperature compared to a single membrane, and also
improves accuracy at the low permeation rates required to generate low ppb water
vapor concentrations.(8)  The concentration of water
vapor is directly proportional to the permeation rate, P, and inversely proportional to
the flow rate of the diluent gas that flows past the permeation tube, F, as shown in
the following equation:

C
KP
F

==      .....(2.1)

Where C = Generated water vapor concentration in ppm.
P = Permeation rate in nanograms per minute.
F = Flow rate in standards cubic centimeters per minute.
K = Proportionality constant

Using only one permeation tube, a ten-fold range of water vapor
concentration is possible by varying the dilution flow (1 to 10 liters/minute).  In order
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to cover a broad water vapor concentration range four different permeation tubes
were used that vary from 98-16200 ng/minute, calibrated at 50 or 60oC and 20 Psig.
The stated accuracy of the water vapor concentration is ±  12% or ±  2 ppb
(whichever is greater).

2.3  THE AQUAMATIC PLUS MOISTURE ELECTROANALYZER

The Aquamatic Plus moisture electroanalyzer, manufactured by Meeco Inc.,
uses the electrolytic method to determine trace water vapor in nitrogen.  It consists
of a hollow tube cell containing two wrapped platinum wire electrodes coated with a
hygroscopic phosphorus pentoxide (P2O5) film.  The gas sample flows through the
tube at a known flow rate and any water molecules in the gas sample are adsorbed
on the film.  The adsorbed water molecules are electrolyzed to produce H2  and O2.
The electrode reactions are:

Cathode reaction:
2 H2O  +  2 e-  →  2 OH-  +  H2

Anode reaction:
2 OH-  →  H2O  +  1/2 O2  +  2 e-

The moisture concentration in the gas can be calculated from Faraday's law
without the need for calibration with moisture standards.  The amount of gas
reaching the hygroscopic film is the critical part of this reference moisture
determination and therefore the gas flow must be precisely measured by an
accurate mass flow controller.  The main drawback of the Aquamatic Plus is its slow
response speed and loss of sensitivity after prolonged use under very dry
conditions.(9)  According to the manufacture its accuracy is ± 20 ppb or ± 2 % of the
indicated reading, whichever is greater.(10)  An enhancement of the Aquamatic Plus,
the Turbo hygrometer, incorporates an improved cell design, that together  with a
microprocessor-controlled moisture addition feature (which keeps the cell wet under
dry conditions) and signal integration, extends the measurement to 1 ppb moisture
levels.(11)

2.4  THE FTIR SPECTROMETER

A Nicolet 800 Fourier transform infrared spectrometer with a glowbar source,
a KBr beamsplitter, and deuterated triglycine sulfate (DTGS), HgCdTe (MCT) and
InSb detectors was used to determine the trace water content in N2, HCl, and HBr.
Figure 2.3 is a layout of the optical components showing the infrared beam paths
through the analysis system.  The internal DTGS detector was used to monitor and
correct for the background moisture present in the optical path of the spectrometer.
A movable mirror inside the spectrometer allows us to direct the infrared beam to
the external compartment of the spectrometer, where it can be directed to either of
the two gas cells by the transfer optics.  Two planar gold coated mirrors (not shown
in the diagram) serve to align the beam accurately to the gas cells.  The movable
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mirror in the transfer optics is an off-axis parabola that approximately matches the
numerical aperture of the White cell.

Figure 2.3  Optical layout showing the infrared beam paths through the
analysis system.  S is the glowbar source, and DTGS and InSb indicate the
detector positions.

The external detectors are either MCT or InSb to measure the water vapor in
the gas cells around 1600 cm-1 and 3800 cm-1 respectively.  The 2 mm MCT or InSb
detectors, purchased from Infrared Associates, are mounted in liquid nitrogen
dewars.  A standard Nicolet dual-use preamplifier circuit board (i.e., photovoltaic
and photoconductive) is mounted on the base of the detector assembly so that the
detector is readily coupled to the instrument's signal and control bus.

It was impossible to achieve a good purge in the spectrometer as delivered.
The background moisture present in the environment has a typical water
concentration of 10000 ppm.  A normal purge in the spectrometer reduces the
moisture to about 100 ppm.  In order to improve the purge, perforated tubes were
attached to the factory purge inlets and distributed around the spectrometer
enclosure.  While these improved purged inlets were an improvement, a good
purge was not achieve until the entire spectrometer was placed in a polycarbonate
box.  After installation of the isolation box the water concentration in the optical path
of the spectrometer, or background H2O, could be reduced to low ppm values after
several days of purging .  The box was permanently attached to the underside of the
spectrometer and extends about one inch beyond the top and four sides of the
factory enclosure.  Imperfections in the spectrometer box, transfer optics, sample
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cells, and detector box, were plugged with Apiezon Q sealant.  The spectrometer,
transfer optic and detector boxes were purged with dried N2 from a large liquid
nitrogen tank located nearby.  The typical moisture concentration of the purged
nitrogen was about 150 ppb when entering the spectrometer.

The DTGS detector was used to monitor the background H2O inside the
spectrometer .  It was chosen since it operates at room temperature, which
eliminates the problem of breaking the instrument purge when adding liquid nitrogen
which is required when using MCT or InSb detectors.

Figure 2.4 shows a typical drydown time of the enclosed spectrometer.  The y
scale for H2O concentration is in arbitrary classical least square units that will be
equated to ppb content of H2O in section 4.2.  Figure 2.4 shows that about 2 weeks
of purging are necessary to reduce the background H2O level in the spectrometer to
a steady relative stable value of 2.1 arbitrary CLS units corresponding to about 1
ppm of H2O.  This introduces a time limitation in the determination of trace water
contents that needs to be overcome using a spectrometer that purges more quickly
or one that can be evacuated.

Figure 2.4  H2O background drydown curve of the modified Nicolet 800 FTIR
spectrometer as measured by the DTGS detector.

Another major difficulty is determining how to measure the background H2O
and differentiate it from the sample gas H2O.  The initial approach employed was to
collect two measurements, the first using the internal detector (DTGS) and the
second using the external detector (MCT or InSb).  After a pathlength correction,
the H2O concentration in the sample gas cell is determined by subtracting the
results from the two detectors as will be shown in section 4.1.  The enhancements
achieved using an optimized spectrometer design will be presented in chapter 5.
The problems associated with calculating an absorbance spectrum, especially in the
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situation where the background H2O concentration is changing, will be discussed in
chapter 3.

2.5  THE GAS CELLS

Two different optical cells, shown in Figures 2.5 and 2.6, were used in these
experiments.  The most common gas cell used in environmental studies is the White
cell (Figure 2.5).(12)  The White cell (Infrared Associates) used here consists of a
permanently aligned path enclosed in a 6" diameter pyrex with anodized aluminium
end caps. It is a multiple-pass design based on reflection by the three 4" gold
mirrors.  The cell has a base pathlength of 55 cm.  The light make 40 passes
through the cell resulting in a total path of 22 m,  the cell volume is approximately
4.7 liters, and the cell has a numerical aperture of 0.125.  The measured throughput
of the White cell is about 40% that represents an energy loss of about 2% at each
reflection.

Figure 2.5  A multiple-pass White gas cell.  Only four passes are shown for
simplicity.

The second gas cell, shown in Figure 2.6, was purchased from Axiom
Analytical Incorporated.(13)  Unlike the White cell, it is a single pass design based on
a folded optical path through eight nickel-coated brass tubes of 2m length and 1.25"
diameter with 45o gold mirrors at the end of each tube.  The mirror assemblies can
be repositioned on the tubes to give configurations of 4, 8, or 16 m pathlength.
Since the output beam of an FTIR spectrometer is collimated, the infrared beam can
be directed into the Axiom cell using simple plane mirrors and optical transfer tubes,
to maintain a purged optical path.  The interior of the transfer tubes and the cell
tubes are highly polished.  The transmission of the Axiom gas cell per 2 m tube is
about 0.70, therefore the throughput is about 6 % when using a 16 m pathlength.
The volume per 2 m tube is about 1.6 liters.  Heating tape was permanently affixed
to the cell tubes to heat the cell to about 150o C.
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Figure 2.6  A single-pass, folded Axiom gas cell. The linear flow gas cell is
made of 2m tubes (only 4 tubes are shown) connected by gas- and light-tight
endcaps that guide both the gas and light through the system.
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CHAPTER 3

SYNTHETIC GENERATION OF WATER BACKGROUND

3.1  INTRODUCTION

There are countless applications of spectroscopy where absorbance of an
analyte is related to its concentration by application of Beer’s law.  The calculation
of an absorbance spectrum depends on the measurement of a background
spectrum.  In most cases, the measurement of a background spectrum is
straightforward.  There are, however, some spectroscopic applications where the
measurement of a background spectrum is difficult.  Such applications include the
determination of atmospheric components using infrared spectroscopy,(1) or
determination of the concentration of H2O in a gaseous sample using infrared
spectroscopy.  Ideally, a background spectrum is obtained by measurement of a
blank (i.e., a sample that contains everything except the analyte).  In the
atmospheric studies it is nearly impossible to eliminate the analytes from the optical
path of the measurement, and in the case of water vapor measurement it is very
difficult to remove completely all water from the optical path of the spectrometer.

A number of approaches have been developed to deal with the problem of
generating a background spectrum in these situations.  In the case of water vapor
determination in an enclosed cell, the water vapor in the spectrometer can be
eliminated by using an evacuable spectrometer.  More commonly, however,
approaches that involve fitting a baseline to a single beam spectrum are used.(2)

Baselines employing multiple straight lines as well as high order polynomials have
been used.(3)  Note that the result of this baseline fit is the removal of the high
frequency information, the narrow gas phase absorption peaks, from an otherwise
broad, slowly changing spectrum.

In 1979, Hirschfeld suggested that a background spectrum could be
generated by removing the narrow absorption bands due to gaseous molecules in
the optical path of the spectrometer, or in the sample cell, by filtering the high
frequency information from the single beam spectrum.(4)  The filtering operation  is
most conveniently carried out by truncating the interferogram prior to performing the
Fourier transform.  We have investigated this approach to the development of a
“synthetic background” spectrum for the specific case of determination of trace
water in a gaseous sample.  We present a procedure for performing the filtering
operation and discuss the conditions in which the process can be used to produce
accurate and precise determinations.

3.2  EXPERIMENTAL

All spectral data were collected using a Nicolet Model 800 FTIR spectrometer
equipped with an InSb detector and KBr beamsplitter.  The gas cell used in these
experiments was an eight-meter Axiom cell consisting of four two-meter, 1.25 inch
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diameter nickel-coated brass tubes in a folded configuration.  The gas handling
system consists of a specially designed and constructed apparatus with moisture
generation and reference measurement components as  it was described in chapter
2.

All data were collected at a nominal resolution of 1 cm-1, which corresponds
to 24576 point interferograms using a fixed ten minute signal averaging period.

The program to generate the synthetic background spectra was written in
array BASIC to operate within the Lab Calc or GRAMS (Galactic Industries)
environment.  The program initially finds the zero-path-difference (ZPD) point in the
interferogram, then multiplies the interferogram by the filter function centered on the
ZPD point.  This process is similar to apodization.  The Gaussian filters are
characterized by their width in interferogram points (1 cm-1 resolution).  The width is
the full width at 1/e height.  The single beam background spectra were then
generated by Fourier transforming the filtered interferogram.  The single beam
sample spectra were generated by  apodizing (Happ Genzel) the sample
interferogram followed by Fourier transformation.  The modeling studies were
carried out using programs written in MATLAB.  The classical least squares (CLS)
calibrations were carried out using software written in array BASIC to operate in the
Lab Calc or GRAMS environment.(5)

3.3  RESULTS AND DISCUSSION

A number of considerations must be taken into account when generating the
synthetic background spectrum.  Most important are the form and width of the filter
function.  The most straightforward approach to filtering the interferogram is to use a
boxcar function.  The single beam synthetic background spectrum that results from
the multiplication of the interferogram by a 200 point boxcar function is shown in
Figure 3.1.  Note the “ringing” in the spectrum.  The ringing causes errors in
determinations based on the absorbance spectra calculated from these synthetic
background spectra.  The ringing can be avoided by using a wider boxcar filter, but
by the time the ringing becomes insignificant, the boxcar filter is wide enough to let
enough high frequency information through so that the water peaks, though
somewhat muted, become visible in the synthetic backgrounds.  No suitable
compromise between the ringing and incomplete filtering of the water peaks could
be found.

The ringing problem noted above is similar to that seen in high resolution
spectra when a boxcar apodization is used.  The problem is avoided by using
different functional forms for the apodization; one potentially useful filter function is
a Gaussian.  An interferogram, the result of signal averaging 620 scans of the
interferometer for a 500 ppb sample of water, was multiplied by a Gaussian function
centered at the ZPD point.  The single beam background spectrum resulting from a
filtering using a 78 point wide Gaussian function is shown in Figure 3.2.  The entire
single beam sample spectrum, and a blowup of the water region (3600-3900 cm-1) is
shown in Figure 3.3.  The absorbance spectra obtained by rationing the sample
spectrum to the synthetic background spectra created using the two different widths
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Gaussian filters is shown in Figure 3.4.  Note that the water vapor peaks in Figure
3.4.a and 3.4.b look similar, but there is a significant difference in the baselines.  A
peak-by-peak CLS analysis of data processed by either width of the Gaussian filter
produces a good calibration, but that might not always be the case.  The accuracy
of the CLS calibration is affected by the analyte peak height and width, and the
relationship of those variables to the width of the filter function.

7000 6000 5000 4000 3000 2000 1000 0

Frequency, cm-1

0

1

2

3

4

5

R
el

at
iv

e 
In

te
ns

ity

Figure 3.1  Single beam spectrum obtained after Fourier transform the
multiplication of an interferogram with a 200 point boxcar function. 

The effects of these variables can most easily be examined in a modeling
study where the effects of analyte peak width, peak height, and filter function can be
readily determined.  The basic approach taken in the modeling study was to add
peaks of known height and width to a water-feature free single beam background
spectrum, create an interferogram from the resulting spectrum, perform the filtering
operation, then use the filtered interferogram to produce a single beam synthetic
background spectrum and take note of the effects of the filtering operation on the
recovery of the known peak.
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Figure 3.2  Single beam spectrum obtained after Fourier transform the
multiplication of an interferogram with a 78 point Gaussian function.
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Figure 3.3  Sample single beam spectrum of 500 ppb H2O.
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Figure 3.4  Absorbance spectra obtained using a 78 and 233 point width in the
Gaussian filter, respectively.

The water-feature free single beam background spectrum was generated by
recording a single beam spectrum after the spectrometer and sample cell had been
thoroughly dried.  The residual water features, corresponding to about 1 ppm of
water in the optical path, in this single beam spectrum were removed by
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application of a 310 point wide Gaussian filter to the interferogram prior to Fourier
transforming to produce the spectrum.  A model spectrum was then created by
adding a Gaussian peak of specific height and width to this single beam
background.  Such a model single beam sample spectrum is shown in Figure 3.5.
The overall shape of the spectrum in Figure 3.5 is the result of the use of a Barr
Associates bandpass filter (3448-4081 cm-1) which limits the bandpass of the
spectrometer to the region of the water absorption.
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Figure 3.5  Model single beam spectrum showing an added Gaussian peak of
known peak height absorbance and peak width.

The values of the absorbance peaks selected for the modeling are in the
range of those actually measured in an experiment monitoring trace water
contamination in semiconductor grade gases (0.1-0.001).  We have found that
optimal quantitative results are achieved when making determinations from these
gas phase IR data via the use of a CLS calibration (see section 5.5).  Thus, the
errors in quantification due to the generation of the synthetic background were also
determined using a CLS calibration.  In practice, the CLS model is applied across a
number of the analyte bands in the spectral data.  Much of the precision
improvement achieved through the use of CLS calibration , when compared to
univariate determinations, is the result of signal averaging across the several
bands.  The modeling studies are limited to a single band, with the assumption that
a suite of bands, of like strength and width, would be affected in a similar manner by
the background generation process.
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The CLS model used in the model studies was based on an absorption
spectrum calculated for the largest of the peaks studied, peak height of 0.1
absorbance units, for a given peak width.  This reference absorbance spectrum was
calculated by taking the log of the ratio of the water-free single beam background to
the model single beam spectrum.  This model absorbance spectrum should be
perfect, as it is created by ratioing a background plus a perfect Gaussian to the
identical background.

The modeling studies were carried out by performing the following steps:  (1)
adding the Gaussian peak of known height and width to the water-free single beam
background spectrum; (producing the single-beam model spectrum) (2) inverse
Fourier transforming to produce an interferogram; (3) performing the filtering step to
produce a synthetic background interferogram; (4) Fourier transforming to produce
the synthetic background; (5) ratioing the model spectrum to the synthetic
background to produce a model absorbance spectrum; and (6) applying the CLS
calibration to the model absorbance spectrum to return a concentration.  CLS
modeling assumes a linear relationship between concentration and absorbance, an
assumption that has been shown to be valid for the range of absorbances, 10-3 to
10-1 absorbances unit peaks modeled.  The relative error in the concentration is
equivalent, based on the linear relationship between absorbance and concentration,
to the relative error in absorbance.

The errors measured that result from the generation of the synthetic
background are a function of the width of the filter function used on the
interferogram, the strength of the absorbance peak, and the absorbance peak width.
Figures 3.6 show the relative error measured as a function of the absorbance peak
height and peak width for two different filter functions.  The filter function used in
Figure 3.6.a was a 156 point wide Gaussian, which corresponds to about 210 cm-1

resolution, and the filter function used in Figure 3.6.b was 1244 points wide, which
corresponds to approximately 26 cm-1 resolution.  When using the 156 point wide
Gaussian filter function, errors greater than 1% are only seen for the 8 and 16 cm-1

wide peaks – and then only for the weakest, smallest absorption, of these peaks.
The errors noted for the 1244 point wide Gaussian filter function, shown in Figure
3.6.b, are much more significant.  Again, however, the errors are much more
significant for the broader absorption peaks, reaching 50%.  Relatively little error is
seen for the peaks of 1 and 2 cm-1 in width.  Plots for filter functions intermediate to
these look similar; i.e., there are insignificant errors for narrow absorption peaks
regardless of the absorption strength, but significant errors for wider peaks.  Similar
plots using filter functions wider than 1244 points show significant errors regardless
of the absorption peak height or peak width.

Figure 3.7 is a plot of relative error versus filter width for an absorption peak
that is 0.002 absorbance units high and different peak widths.  The general trend
shown in Figure 3.7 is that seen in Figures 3.6.a and 3.6.b, i.e., errors are much
more significant for broader peaks.  Note, however, that there are minima in the
curves for the peaks of 4 and 8 cm-1 widths.  The reason for the minimum is that
when too narrow a filter function is used, the baseline of the background spectrum
generated is not very smooth.  The undulating background affects broader peaks



much more significantly than it does very narrow peaks. This is especially the case
when using a band-by-band CLS calibration, such as that used to process these
data.

a)

b)

Figure 3.6 Plots showing the relative errors as function of the absorbance
peak height and peak width for 156 and 1244 point filter width, respectively.
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Figure 3.7  Plot showing the relative error vs. filter width for an 0.002
absorption peak height and different peak widths.

The practice of  generating a synthetic background by filtering the
interferogram cannot be tested for absolute accuracy against experimental data
because all of the calibrations are based upon a linear relationship between a value
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returned from the CLS analysis and a water concentration based on a reference
determination.  We can, however, explore the how the background generation
process changes the CLS value returned for a particular sample.

A CLS model was generated based upon a 500 ppb sample of water vapor in
nitrogen.  The spectral data for this model were collected at 1 cm-1 resolution and a
ten minute signal integration.  The CLS model was created using the two water
absorption peaks at 3852.2 and 3854.1 cm-1.  The interferogram was filtered using
different width Gaussian filters.  The results of three of these filtering operations are
shown in Figure 3.8.  As had been seen before, very narrow filters result in curved
baselines.  The 156-point filter, according to the modeling studies above, ought be a
width filter that produces good quantitative results.  Although no apparent
differences exist between the absorbance spectra produced with the 156 and 1244
point filters, the wider filter does not entirely remove the water features in the
background.  Although the spectrum produced by the wider filters looks similar to
that produced using intermediate filters, the areas under the peaks and the peak
heights are decreased.  This cause a significant error when the data are subject to
CLS analysis.
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Figure 3.8  Water vapor spectra showing two absorption peaks generated by
using different number of points in the Gaussian filter.

The change in the concentration as predicted by the CLS model, in CLS
units, is plotted against the number of points in the Gaussian filter in Figure 3.9.  As
can be seen, there is a small error for extremely narrow filters, then a region with
almost no error at all, followed by a region of increasing error in the CLS value
return.  Based on the modeling studies, the changes in the CLS value returned from
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the intermediate region will directly correspond to concentration errors in the
determination.
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Figure 3.9  Plot showing the change in concentration as predicted by the CLS
model against the number of points in the Gaussian filter.

3.4  CONCLUSION

It is difficult, if not impossible, to develop an appropriate background
spectrum to use in the generation of an absorbance spectrum for some gas phase
samples.  The method of filtering the high frequency information, the sharp
absorption bands due to gas phase species, from the interferogram and then using
the filtered interferogram to generate a synthetic background spectrum produces
good quantitative results as long as some guidelines are followed.  First, the filtering
process can only be successfully applied when the absorption bands are very
narrow.  Our results, both experimental as well as modeling studies, indicate that
there is no problem working with data where the absorption bands are 2 cm-1 or less
in width.  Further, our results indicate that filters that are too narrow cause curving
baselines, hence potential for error in the data analysis step.  Filters that are too
wide do not effectively filter out all the high frequency information, thus resulting in
changes in the peak heights when an absorption spectrum is generated.  The range
of filters that we have found to work successfully are filters of 78 points in width
(corresponds to about 420 cm-1 resolution) to 310 points in width (approximately 106
cm-1 in resolution).
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CHAPTER 4

EXPERIMENTAL RESULTS (NICOLET 800)

4.1 EXPERIMENTAL PROCEDURES

The initial experiments that were carried out were targeted at the
determination of the optimal conditions needed to measure trace HZO in corrosive
gases using a Nicolet model 800 FTIR spectrometer. Two different gas cells, an 8
m single folded pass Axiom cell, and a 22 m multiple pass White cell, were used to
perform HzO calibrations in Nz and to determine detection limits in NZ, HCI, and HBr.
When experiments were carried out in NZ the electrolytic cell analyzer was used as
a reference method. Alternatively, the moisture generator can be used as a
reference by calculating the concentrations of HzO using equation 2.1 shown in
section 2.2. The assumption that the calibrations for low levels of HZO in the
various gases are identical is made. The difference in HzO calibration in Nz versus
the one in HCI or HBr has been discussed in the literature, (l-3)and is a topic of
further investigation (see section 7.2. 1).

The two major challenges when performing a HzO calibration in Nz or
estimate detection limits are dealing with the HzO background in the spectrometer
and conditioning the gas cell for HzO equilibration. Experimental as well as data
analysis procedures are described below that were developed to meet these
challenges.

4.1.1 Spectrometer H20 background procedure

The first issue addressed in the determination of trace HzO by FTIR
spectroscopy was the reduction and monitoring the background HZO in the
spectrometer. Therefore, after enclosing the spectrometer in a polycarbonate box,
a standard spectrum was collected using the internal DTGS detector to monitor the
background HZO. It was assigned an arbitrary value of 100.000 CLS units. This
number serves only as a reference point. At low levels of moisture Beer’s law
should be followed. Thus, the change in the water background concentration in the
spectrometer will be monitored using the DTGS detector. After two weeks of
purging, the background level of HZO in the instrument, was reduced to a signal
level of about 2.1 CLS units (see figure 2.4). By comparing the water absorption
bands in the background spectrum to calibration spectra obtained using the 8 m
Axiom cell, it can be estimated that the equivalent background water concentration
was about 250 ppb. Most of the following experiments were done with a moisture
background in this range. The true concentration of HZO in the instrument is about
1 ppm since the pathlength inside the spectrometer is about 1/4 of the Axiom
Achieving a low and stable HzO background is critical to the analysis. It is a
challenge to accurately determine low trace levels of HZO in the gas cell with

cell.
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background levels in the optical path of the spectrometer that are 10 to 100 times
those in the gas cell.

4.1.2 Cell conditioning p rocedure

Conditioning the gas cells is another procedure that is necessary to achieve
reproducible calibrations of HZO in Nz over the range 40 to 400 ppb. The first step
in the conditioning process was to heat the gas cell for three days. The gas cell and
the gas handling system were then purged at 1-4 liters/minute with dried Nz to reach
a moisture level of 20-30 ppb (determined using the moisture analyzer). This level
of H20 was achieved using the 8m Axiom cell, but the White cell could not be
heated, hence could not be dried lower than 150 ppb of H20. Because of this the
Axiom cell was selected to do a calibration in the lower range. Prior to any
measurement, the pressure and the water level were adjusted and about two hours
were allowed for the cell to come to equilibrium. Then two interferograms, one
using the internal DTGS detector and the second using the external lnSb detector,
with as short a time interval between them as possible, were collected. The total
acquisition time for each interferogram was ten minutes. The background H20, that
represents the absorption of water in the optical path of the spectrometer, was
determined using the internal DTGS detector. The sample plus background
concentration of H20 was determined using the external lnSb detector. Subsequent
points at different levels of H20 were preceded by heating the cell and purging the
system with dried N2 for about five hours. The desired H20 concentrations were
produced by varying the flow of nitrogen past the permeation device.

4.1.3 Data analysis procedures

Calculating the concentration of HzO based on the spectroscopic data
collected involves several steps. The two interferograms collected at each
calibration point were transferred from the Nicolet SX computer to a 486/50
personal computer, where they were converted to the “.spc” format using the Nicolet
PCIR software so that the data could be manipulated using the Lab Calc or GRAMS
spectroscopic software (Galactic Industries). Absorption spectra were produced
using the procedure discussed in Chapter 3.

Figure 4.1 shows the scheme that was used to estimate the HZO
concentration in the sample cell. The CLS estimate of the background H20 was
determined using the DTGS detector. The CLS estimate of the background HZO
plus the sample cell HzO was determined using the external lnSb detector. A
correction factor (discussed below) is used to scale for the pathlength differences in
the optical paths. Finally, a simple subtraction gives the CLS estimate of the water
concentration in the sample.
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Figure 4.1 CLS data analysis scheme.

The DTGS reference spectrum, used in the calculation of the absorbance
spectra, was acquired during the drydown of the spectrometer. To ensure a high
SNR, 1250 scans (about 60 minutes) at 1 cm-l resolution were collected. It was
calculated a value of 20.148 CLS arbitrary units (relative to the 100.000 CLS unit
scale) by comparing the peak areas around 3600-3910 cm-l with the 100.000 CLS
arbitrary units spectrum. A separate lnSb reference spectrum was acquired, where
4000 scans (about 60 minutes) at 1 cm’1 resolution were collected. It was
calculated a value of 23.193 by comparing peak areas with the 100.000 CLS
arbitrary units spectrum. Figure 4.2 shows the reference DTGS HZO spectrum at a
resolution of 1 cm-l after its interferogram has been converted to an absorbance
spectrum. The concentration of HzO is about 2 ppm. The ten indicated regions,
encompassing the strongest water bands in this frequency range, were chosen for
the CLS band-by-band calculation. In each region the CLS algorithm fits the
unknown spectrum with the reference spectrum and a linear baseline. This gives a
value for the intensity of the unknown spectrum, relative to the reference spectrum
in each region. A weighted average yields the final concentration result, where the
weighting factors are inversely proportional to the square of the spectral residuals.
The CLS software written at Sandia National Laboratories, as part of the
multivariate analysis program PLSSNL(4) for used in Lab Calc or GRAMS, was used
in this determination.
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Figure 4.2 H*Oabsorption spectrum with superimposed cross-hatching
indicating the 10 regions used formost of the CLS calculations.

To determine the scaling factor required to correctthe DTGS measurement
of the background H20forthe difference in pathlengths, the optical cell was
removed from the lnSb beam path and replaced with a short section of Axiom light
pipe. This allowed for the entire lnSb path to be purged to the identical background
water level as the DTGS path. Repeated CLS measurements of the HZO
concentration in the DTGS and lnSb paths were made over a period of seven days.
The ratio of lnSb to DTGS is plotted in Figure 4.3. The mean of 1.103 is the scaling
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factor that accounts for the difference in pathlengths. The precision of this
determination is obtained by calculating the standard error of estimate (SEE), which
is the root-mean-square (RMS) error relative to the model, which, in this case, is a
second order polynomial fit to the data (the solid line). The standard errors of the
polynomial coefficients describing the curve in Figure 4.3 are not statistically
different from zero, which implies that the fit is not distinguishable from a horizontal
straight line.
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Figure 4.3 Plot to determine the scale factor to apply to the CLS estimate of
the background HZO concentration as derived from the DTGS spectra.

When the White cell was employed in the system the lnSb optical path was
necessarily altered from that used when the Axiom cell was installed. A similar
procedure was employed to determined a pathlength scaling factor of 1.130 for the
optical setup employing the White cell.

Another important procedure involves measuring the spectral noise to signal
ratio (NSR) using a 100% line. A 10OOAline is obtained by ratioing two consecutive
single beam background spectra collected using identical conditions. Figure 4.4
gives two examples of 100% lines. A 100% line contains noise, a slight slope, and
often HZO and COZ bands. ‘a The estimation of spectrometer noise in the regions of
the water bands can give us information about the quantification capabilities of FTIR
spectroscopy under certain conditions. Noise is typically expressed as peak-to-
peak noise or as root-mean-square (RMS) noise. The peak-to-peak noise is the
difference in the % T values for the lowest and highest points in a given
wavenumber region.. The RMS noise can be calculated by estimating the RMS
deviation of the signal derived from n measurements.(e) To assure that the
measurement reflects the noise and not improper cancellation of water bands, the
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measurements were carried out after a very careful purge. The cancellation of the
HPO bands was confirmed by plots such as Figure 4.5, where twenty spectra of 50
scans each were collected at 1 cm-l resolution. Spectrum #1 was ratioed to #2 to
produce the first point. Spectra #1 + #3 were ratioed to #2 + #4 to produce the next
point and so on. Array BASIC programs were written to perfom the spectral ratios
and to calculate the RMS noise within a spectral region. The RMS noise of the
100% lines follows the expected dependence, (# scans)-1’2.m
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Figure 4.5 Spectral noise vs. the number of accumulated scans for 1 cm-l
resolution.

4.2 EXPERIMENTAL RESULTS

4.2.1 ~

Table 4.1 shows one of the first calibration set of HZO concentration in Nz
using the following experimental conditions:
a) Axiom Gas Cell: 8m (4 tubes).
b) Spectral resolution: 1.0 cm-l.
c) Number of scans, DTGS: 180 (10 min.).
d) Number of scans, lnSb: 620 (10 min.).
e) Source: Glowbar
f) Beamsplitter: KBr.
g) Optical cell windows: KBr.
h) Spectral region: 3600-3910 cm-l.
i) CLS regions: See Figure 4.2, with band by band analysis.
j) Anodization: Happ-Genzel
k) Zero-filling: Two times, yielding one point per 0.25 cm-l.
1) Optical filters: None
m) Temperature: 23° C, + 2°.
n) Pressure: Atmospheric = 0.822 t 0.013 atm, Cell pressure = 0.544* 0.014 atm,

Total = 1.37 i 0.03 atm.
o) Flow rate of sample: 2 to 7 liters/minute as dictated by the 420 rig/minute
moisture generator.
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Table 4.1 Results of HzOcalibration inNz. Thelast three columns are the
values determined spectroscopically by the CLS method.

Flow Measured Measured Measured Sample Cell
HZO HZO Cone. H*O Cone., H*O Cone., HZO Cone.

Generator Analyzer lnSb det. DTGS det. (a-1.103b)
(liter/min.) (PPb) (arb. CLS (arb. CLS (arb. CLS units)

units). a unitsl. b

141 176 I 4.249 I 2.187 1 1.837 I

I 4 I 180 I 4.314 I 2.020 I 2.086”1

141 156 I 3.573 I
k

4 145 3.525 1.929 1:39:
2 241 4.404 1.821 2.395

5.5 112 3.348 1.993 1.150
4 136 3.688 2.001 1.481

N./A.a 44 2.605 1.931 0.475
7 98 3.427 1.981 1.242 I

The first column of table 4.1 shows the flow settings of the MFC controller in
the moisture generator used to produce different concentrations of HZO. The
second column is the readout from the moisture Meeco electroanalyzer during
spectral collection. The third and fourth columns are the estimated H20
concentration from the CLS standard as described in section 4.1.3. Finally the last
column represents the spectroscopically estimated H20 concentration in the sample
only after the scaled subtraction of background moisture signal. The whole
calibration set was obtained a point per day after carefully conditioning the cell and
letting the H20 concentration equilibrate for hours. It can be seen that repetitions of
the same calibration point gave an indication of some irreproducibility in the
experiment. For example, setting the moisture generator at 4 liters/minute should
produce a HZO concentration of 143 ~ 17 ppb. The Meeco moisture analyzer has a
specified precision of A20 ppb over the range of moisture values generated.
Assuming the specified ranges to be standard deviations the generated moisture
level should be in the range of 143 *26 ppb. Two of the measurements are outside
this range, a fact that calls the reliability of the reference determinations into
question. In Figure 4.6 the sample cell HZO concentration in Nz determined
spectroscopically in arbitrary CLS units is plotted versus the H20 concentration
determined by the reference electroanalyzer method in ppb. The inverse of the
slope of the best fit line gives a calibration for the arbitrary CLS units that is 106 ppb
per CLS unit (standard error = 7 ppb). The 22 m White cell was used to obtain a
second calibration curve over a higher range of H20 concentration. The same
experimental conditions were used , but different CLS standards and a different
pathlength correction were used. Figure 4.7 shows the White cell calibration curve.

‘ Generator was off.

40



In this case the inverse of the slope gives a calibration factor of 44 ppb per CLS unit
(standard error = 1 ppb). In comparing the two calibration results, a correction is
necessary to account for the pathlength difference between the two cells.
Correcting the calibration factor from the White cell to an 8m path, yields a
calibration factor of 121 ppb per CLS unit (standard error = 3 ppb).

01 I I I I I I I I I I I I 1 I
0 50 100 150 200 250 300 350

Cone. of Water, Meeco electroanalyzer reference, ppb

Figure 4.6 Measured HZO concentration in Nz vs. the reference values from the
Meeco electroanalyzer (8 m Axiom cell). The solid line is a linear regression.
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Figure 4.7 Measured HZO concentration in Nz vs. the reference values from the
Meeco electroanalyzer (22 m White cell). The solid line is a linear regression.
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Another HZO calibration curve in Nz was attempted six months later using the
8m Axiom cell with the same experimental conditions, except that BaFz windows and
a total pressure of 2.19 & 0.03 atm (atmospheric = 0.822 * 0.013, cell pressure =
1.370 f 0.014) were used. Two HZO permeation devices of 2860 and 420 rig/minute
were alternated to produce a range of 70-2000 ppb HZO concentration. Both the
Meeco Aquamatic Plus electroanalyzer and the permeation tube were used as
reference methods. The H20 concentration measured by the reference methods, as
well as the spectroscopic CLS estimations are presented in Table 4.2. Figures 4.8
and 4.9 are plots of the HZO concentration in Nz determined spectroscopically
(column 5 in Table 4.2) using the arbitrary CLS multivariate method versus the HzO
concentration determined using the permeation tube and electroanalyzer reference
methods. It can be seen that the linear regression gave a better fit when the
permeation tube is used as the reference method. The calibration factors
calculated from the inverse of the slopes of the plots in Figure 4.8 and 4.9 are 115
ppb ( standard error= 1 ppb) and 92 ppb (standard error= 2 ppb) per arbitrary CLS
units. Considering all calibration curves presented so far, an average of the
calibration factor is 109 ppb per CLS unit, with a relative standard deviation of 120A.
This is an indication of the reliability of the calibration results.

Table 4.2 Results of H20 calibration in NZ. The first two columns are the
reference HZO concentration measured by the permeation tube
and Meeco electroanalyzer, respectively.

Generated Measured Measured
HPO Cone. HZO Cone. HZO Cone., lnSb

(PPb)a Analyzer det.

(PP )b (arb CLS units), a
806 793 10.261
409

I

419
,

6.949

Measured Sample Cell
HZO Cone., HZO Cone.
DTGS det. (a-1.103b)

(arb CLS units), b (arb. CLS units)
2.506 7.497
2.651 I 4.025 I

575 563 7.594 2.032 5.352

1353 1182 14.544 2.097 12.231

1009 896 11.433 1.815 9.431

2022 1649 19.774 1.782 17.808
492 477 6.697 1.990 4.502
668 608 8.566 2.055 6.299
1612 1289 16.394 1.768 14.444
409 433 6.397 2.335 3.821

1“ 1014 I 895 I 11.987 I 2.531 I 9.195 I
L 1

668 607 8.631 2.085 6.331

149 163 3.840 1.978 1.658
299 257 5.317 1.872 3.252
73 87 2.990 1.781 1.025

‘ A 2860nghnin were used to generate the water concentration except the last three point that were generated
using a 420 nghin permeation tube
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Figure 4.8 Measured H20 concentration in Nz vs. the reference values from the
permeation tube (8 m Axiom cell). The solid line is a linear regression.
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Figure 4.9 Measured H20 concentration in Nz vs. the reference values from the
Meeco electroanalyzer (8 m Axiom cell). The solid line is a linear regression.

From the calibration curves discussed above, it is possible to calculate an
absorptivity for each H20 band in the spectrum. The absorptivities found for the
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strongest 12 peaks in this work (using 109 ppb per CLS unit) are listed in Table 4.3.
The absorptivities are, after adjustment for operating parameters, on average, 1.4

‘8) The discrepancy in thetimes those derived from the HITRAN data base.
absorptivities is considered acceptable since the precision of the cross-section
values for the H20 absorption bands in the HITRAN data base are listed as
undetermined, indicating that the original experiments were not done with exact
quantification in mind. Also, manipulating the HITRAN data to duplicate the
spectrometer conditions can be a significant source of error, especially in gas phase
analysis, where the intensity at an absorption peak is a very sensitive function of
spectral resolution and anodization.

Table 4.3 HZO absorptivity values calculated in our work compared to
those calculated by the HITRAN data base.

Peak Position IR Absorptivity H ITRAN Absorptivity
(cm-’) Coefficient (ppb-lm-l) x Coeff.(ppb-lm-l) x

107 107
3670.7 3.1 2.3
3675.9 2.9 2.1
3688.4 3.6 2.4
3744.5 5.5 4.2
3749.3 3.7 2.9
3752.1 3.9 3.1
3801.3 3.5 2.7
3806.9 2.5 1.6
3816.0 3.5 2.6
3837.8 3.9 2.6
3852.0 3.2 2.4
3854.1 5.5 4.0

4.2.2 Detection Limits

The Standard Error of Prediction (SEP) is used in multivariate calibrations to
‘9) It is calculated using cross-estimate the precision of a determined concentration.

validation, where a calibration sample is removed from the calibration set. A
calibration is performed using the remaining samples, and the resulting calibration
is used to predict the properties of the removed sample. The removed sample is
returned to the calibration set, a new sample is removed, a new calibration is
performed and used to predict the properties of the new sample. This process is
continued until all samples have been removed one at a time and
predicted. The SEP is calculated by:

n

their properties

S2ZP= [~ (Yi - ji)’ / n~” .....(4.1)
i=]
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where M and ) i are the reference value and the estimated value for the ith sample

respectively, and n is the total number of calibration samples. Figure 4.10 presents
the data of Figure 4.8 as a cross-validated calibration plot, where the SEP is
calculated and found to be equal to 18 ppb. Similar plots of the above calibration
plots gave SEP values of 18-49 ppb. Nevertheless, in all cases, the precision of the
reference methods was the main source of error contributing to the SEP. In order to
determine the precision inherent to the FTIR system, i.e., determine the FTIR
detection limit, repeatability experiments were performed.
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Figure 4.10 The cross-validated prediction plot for the data in Figure 4.8. The
SEP is essentially the precision of the determination including errors in the
reference method.

The simplest approach to determine detection limits in an analytical
technique considers only the variance in the measurement as determined from
the detector noise. As discussed in section 4.1.3 ttje HZO concentration in the gas
cell is derived using two detectors, therefore the noise of these two detectors can be
measured separately and combined to estimate the total noise for the measurement.
The detection limit, or the two sigma precision of the measurement, was determined
by 54 repeat measurements on a low and stable sample of HzO in Nz over a 9 hour
period using the DTGS (background water) and lnSb (background plus cell water)
detectors, where each spectrum was measured for 10 minutes. The HzO
concentration in the background and the background plus cell was calculated using
the CLS analysis described above. The water concentrations in the background
and background plus cell over the nine hour period are shown in Figures 4.11 and
4.12 respectively. Because of the low HzO concentration and the length of the
experiments, a drift in the value of the H20 was unavoidable. This drift was
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accounted by fitting a second-order polynomial to each data set as shown by the
solid line in the plots. The precision of both measurements was obtained by
calculating the standard deviation (or standard error of estimate, SEE) of the data
relative to the polynomial fit. The SEES of the DTGS and lnSb detector
measurements were 9.1 ppb and 3.3 ppb, respectively. Thus, the total
measurement error, or the two sigma detection limit is calculated using

2 (DTGS)2 + (1nSb)2 and is equal to 2~- = 19 ppb for the HZO

determination in Nz using both detectors, 1 cm-l resolution, a 8m path length, and a
total of 20 minutes scanning time.

SEE ❑ 0.086 arb. CLS units
(equivalent to 9.1 ppb)

I I I I I 1 I I I I I I I I I I I 1 I
01 2345678 9

Time (hours)

Figure 4.11 Experimental data showing the precision of the measurement of
the background HZO concentration in Nz over a nine-hour period using the
DTGS detector. The solid line is a second-order polynomial fit.
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Figure 4.12 Experimental data showing the precision of the measurement of
the background HZO plus cell concentration in N2 over a nine-hour period
using the lnSb detector and an 8 m Axiom cell. The solid line is a second-
order polynomial fit.

Figure 4.13 is a spectrum of about 0.5 ppm of HZO in semiconductor grade
HCI. A spectral interference from COZ contamination in the HCI about 3615 cm-l
and 3715 cm-l can be seen. The C02 bands overlap some the water bands in the
3600-3910 cm-l region, hence the Cl_S calibration for water in HCI is limited to five
interference free bands. Alternatively the whole spectral region in the determination
could be used if other contaminants are also included in the CLS calibration.
According to the specifications of semiconductor grade HCI, C02 and CHd are the
major contaminants, other than H20, with concentrations of less than 10 ppm and 2
ppm, respectively. As explained above, conditioning the cell is a standard
procedure to accurate measure the H20 concentration in gaseous samples. When
the gas being tested is HCI or HBr, it takes much more time for the cell to reach
equilibrium than in N2. There is considerable HZO adsorbed onto the cell walls
when equilibrium is reached when N2 is flowing through the cell. After switching the
gas stream to HCI or HBr the cell acts as a significant source of HZO. Figure 4.14
shows the response of the cell when the supplied gas is switched from dry N2 (about
50 ppb HZO) to dry HBr (< 100 ppb HzO). Experimentally we determined that HBr is
more aggressive than HCI in stripping H20 off the cell walls.
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Figure 4.13 Spectrum of HZO at about 0.5 ppm in semiconductor grade HCI.
The spectral interference from COZ present at less than 10 ppm is evident.
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Figure 4.14 Experimental data showing the H@ concentration when the
supplied gas is switched from dry N2 to dry HBr.
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Figure 4.15 shows the HZO concentration in HCI .(CLS estimates) of 54
consecutive spectra, after conditioning the gas cell with N2 and then letting the H20
equilibrate for several hours with the sample of dry HCI (<1 O ppb HzO). Since the
HZO concentration is decreasing with time the SEE was calculated to be 8.4 ppb by
fitting the points to a second order polynomial. The reduced sensitivity when
comparing the precision in HCI to that in Nz is due to the spectral interference found
in HCI. For HBr the SEE of the lnSb measurement was 5.1 ppb with no interference
observed in the HZO 3600-3910 cm-l absorption region. The detection limits of the
HZO determination in HCI and HBr are 25 ppb and 21 ppb, respectively. Note that
the noise level of a DTGS detector is much greater than that of the InSb detector.
Hence, replacement of the DTGS detector with an lnSb detector should result in a
lowering of the detection limit of the determination. Taking both the lnSb noise level
and the light level reaching the detector in the background determination into
account we expect to improve the precision of the determination from 9.1 ppb to 0.8
ppb (3.3x 0.74 ppb). The two sigma detection limits would be 7 ppb (0.8 ppb, 3.3
ppb) for HzO in Nz, 17 ppb (0.8 ppb, 8.4 ppb) for H20 in HCI and 10 ppb (0.8 ppb,
5.1 ppb) for HZO in HBr. Table 4.4 summarizes the detection limits for the FTIR
Nicolet 800 instrument.
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Figure 4.15 Experimental data showing the precision of the measurement of
the HZO concentration in HCI over a nine-hour period using the lnSb detector
and an 8 m Axiom cell. The solid line is a second-order polynomial fit.
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Table 4.4 FTIR estimated detection limits (Nicolet 800)

L 20 Detection Limits (ppb)
DTGS + lnSb 2 x lnSb

detectors detector
HZO in N2 19 7

HZO in HCI 25 17

HZO in HBr 21 10

4.3 CONCLUSIONS

An initial estimate of the capabilities of FTIR spectroscopy applied to trace
water vapor determination in corrosive gases has been accomplished. Multivariate
classical least squares data analysis has been shown to lower the detection limit
relative to univariate analysis. Problems, mostly associated with obtaining an
adequate spectrometer purge, were identified and methods of dealing with them
developed. The performance of the resulting system was characterized over a wide
range of H20 concentrations and operating conditions. Detection limits of about 10
ppb HZO in Nz, HCI, and HBr are possible for FTIR spectroscopy. This performance
is better than any commercial instrument capable of a quantitative determination of
water vapor in corrosive gases. More important, however, is that these studies
point out the design features necessary in an optimized trace water detection
system. Instrument optimization will be discussed in Chapter 5.
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CHAPTER 5

INSTRUMENT OPTIMIZATION

The work presented in the preceding chapters shows that it is possible to
perform low ppb water determinations using standard laboratory infrared equipment.
There are, however a number of design choices and optimizations improvements
that can be made if an infrared spectrometer dedicated to trace water determination
is being developed. The development of such an instrument is the subject of this
chapter.

5.1 BEAM PATH DESIGN

There are three possible approaches when using an FTIR system for trace
water determination to account for the amount of background HZO present in the
optical path of the spectrometer. The two beam-two detector approach, like the one
used with the Nicolet 800 FTIR system, as it was described in chapter four, is too
complex and cumbersome to achieve optimum performance. A system designed for
trace water measurements from the start would take one of two approaches to the
dealing with the background water. The first is to completely eliminate water from
the background, i.e., evacuate the system. The second is to employ a dual-beam
single detector design.

5.1.1 Evacuable FTIR svstem

One alternative is a single beam system with an evacuable FTIR, where the
background HZO can be reduced to a negligible level. Assuming an instrument
pressure of 10-5 torr, and 10% of the vapor water, the background water will
correspond to about 10~ / 760 = 1.3 ppb of HZO at atmospheric pressure. The
ability to measure the water concentration in a sample should improve when ratioing
the sample spectrum to a “zero HZO” spectrum. The cost and complexity of an
evacuable spectrometer are high relative to a purged system. There are however
commercially available vacuum spectrometers. An example is the system being
marketed by the Midac Corporation. It is designed to be small and robust, hence an
ideal spectrometer for our purpose.

5.1.2 Purqed dual beam FTIR svstem

A second alternative is a purged system with a dual beam accessory as
shown in Figure 5.1, where an alternate beam path bypasses the sample cell. The
second path, called the reference channel, can be used to monitor the background
HzO. Note that it is possible to make the optical pathlengths of the two channels
equal. By moving the mirrors to direct the beam through the reference channel the
background HZO is measured, and by moving the mirrors to direct the beam through
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the cell channel, the background plus sample HzO is measured. By collecting data
in one channel, then rapidly switching to the other channel for a data collection, the
effects of drift in the background water concentration can be minimized. The
background HZO drift was found to be about 10 ppb during a 10 minutes data
acquisition. Ultimately the data acquisition time will be reduced to one minute which
will make the drift negligible.

FTIR spectrometer

I Light in
$

Light out

f

l——— * Gas cell
I I

FTIR accessory

Figure 5.1 Schematic of a dual-beam accessory attached to an FTIR
instrument for trace water determination.

The most significant concern when using a purged spectrometer to measure
trace water concentration is to have an excellent purge to bring the HZO background
down to low and stable levels. In the Nicolet 800 FTIR spectrometer a 1 ppm HZO
background was achieved only after enclosing the spectrometer in a secondary box
and by purging with dried N2 for about two weeks. Smaller spectrometers with leak
free enclosures should purge more efficiently and reach the 1 ppm HZO background
level in a much shorter time. Finally, we expect that coupling a rugged, sealed and
compact FTIR spectrometer to this dual beam accessory will be as close as
possible to the optimum system for the infrared determination of trace levels of
water vapor in corrosive gases. Test results obtained from such a system will be
discussed in chapter 6.
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5.2 DETECTOR AND SPECTRAL REGION

Figure 5.2 shows the water absorption bands in the mid-infrared region, at
approximately 1600 cm-l and 3800 cm-f. The magnitude of these absorption bands
are roughly equivalent, making the decision of which region to use based largely on
the characteristics of available detectors.
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2E-19

1E-19

OEO

4200 3700 3200 2700 2200 1700 1200

Frequency, cm-l

Portion of the water vapor absorption spectrum showing the HZO
mid-lR absorption bands at 1600 cm-l and 3800 cm-l.

Infrared detectors are characterized by their spectral response, speed of
response, and their noise equivalent power (NEP), which is a measure of the

‘1) A more useful quantity in the comparisonminimum radiant power they can detect.
of detectors is their specific defectivity values, D*, which is the area and frequency
normalized inverse of NEP, and can be interpreted as the SNR of the output of the
detector when 1 W of radiant power is incident on a 1 cm2 detector surface with a 1
Hz bandwidth. Figure 5.3 shows the D* values of the lnSb and MCT infrared
detectors used in this work.(2) Individual detectors will vary slightly from these
curves, even for detectors that are nominally identical. The sensitivity of MCT
detectors is dependent on the composition of the alloy in the semiconductor
material ‘3)hence MCT detectors designed for different applications can have
significantly different response characteristics. Figure 5.4 displays a single beam
spectrum obtained with each detector, the shape of which is due to the sensitivity of
the detector, emissive properties of the glowbar source, transmission and reflection
properties of the beamsplitter, and reflective properties of the mirrors. Note that the
MCT single beam spectrum has a high H20 signal indicating the position of these
bands. The DTGS detector is sensitive to both mid-infrared H20 bands, and does
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not require cooling by liquid nitrogen. Therefore, it was conveniently employed to
monitor the background water inside the spectrometer. Its main drawback is its low
D* and relatively slow response compared with the liquid nitrogen cooled MCT or
lnSb detectors. The MCT detector is sensitive to frequencies between about 600
and 7000 cm-l, with a peak D* of approximately 1 x 1010cm HZ1’2W1 at 850 cm-q
(1 1.8 ~m). While the MCT detector is sensitive to both mid-infrared H20 bands,
Figure 5.4.b shows that the 1600 cm-l frequency region is approximately 20°A more
sensitive than the 3800 cm-l region. As shown in Figure 5.4. a the lnSb detector is
limited to measurements of the 3800 cm-l HzO band since the operating range is
about 1800 to 8000 cm-l, with a peak D* of approximately 1 x 1011 cm HZ1’2W1 at
2000 cm-l (5 pm).

When operated properly, the dominate noise source in an FTIR is signal-
independent detector noise. Since a large D* implies a better SNR, an lnSb
detector operating at 3800 cm-l (2.6 ~m, D* is about 6 x 1010 cm HZ1’2W1 ) should be
10 times more sensitive than a MCT detector operating at 1600 cm-l (6.2 pm, D* is
about 6 x 109 cm HZ1’2W1) assuming similar detector area and bandwidth. This was
experimentally confirmed by measuring the RMS noise of the respective 10OOAlines.
Using the Nicolet spectrometer at 1 cm-l resolution the light had to be attenuated by
a factor of 10-30 to avoid saturation of the lnSb detector. Therefore, an lnSb
detector is favored for low light level applications (which was often the case for the
measurements made using the 8m Axiom cell). The MCT detector could be used at
higher light levels without saturation. In cases where throughput is high, i.e., a high
level of light available at the detector, an MCT detector might outperform an lnSb
detector. The use of an optical band-pass filter solves the saturation problem for
typical spectrometer light levels making the lnSb detector the preferred detector.

N

‘N
x

L I I i 1 i I I I I I 1 I I I 1
1011

~~

lnSb

5
4
3

2

MCT
1010

5 –
4
3 :

2

1fJ9 I I I I I I I I ! I 1 I I 1!
o 2 4 6 8 10 12 14 16

Wavelength, pm

Figure 5.3 Spectral specific defectivity (D*) for the lnSb and MCT detectors.
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Figure5.4 Single beamspectra forthelnSb, MCT, and DTGSdetectors.

5.3 OPTICAL BAND-PASS FILTER

By looking at the lnSb single beam spectrum in Figure 5.4.a, the whole mid-
infrared frequency region about 7899-1800 cm-l is detected, but the region of
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interest for H20 determination is about 3910-3600 cm-l. Therefore, the use of an
optical band-pass filter that passes the region of interest will limit the light intensity
on the detector to only those frequencies that carry useful information. The area
under the lnSb single beam spectrum is approximately 14 times greater than that
between 3900-3600 cm-’. Therefore, the light intensity in that region can be
increased by one order in magnitude by using an optical band-pass filter. To avoid
saturation, the light flux from the glowbar source had to be attenuated when using
the lnSb detector. Use of the filter allow an increase in the light intensity with no
increase in noise (the dominate noise is signal-independent detector noise)
improving the SNR. Figure 5.5 shows the single beam spectrum obtained using the
optical band-pass filter and the lnSb detector.
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Figure 5.5 Percentage of transmission vs. frequency of the optical band-pass
filter that passes only the water vapor absorption frequencies.

5.4 GAS CELL AND OPTIMUM PATHLENGTH

As discussed in Chapter 4 the walls of a gas cell can act as a source or sink
of water. Hence, the ideal cell has a high pathlength to surface area. The 22 m
White cell (See Figure 2.5) has a pathlength to surface area ratio of 60 m-l, which
apparently makes it more suitable for trace gas analysis than the 32 mm diameter
Axiom cell (pathlength to surface area ratio = 10 m“l ), shown in figure 2.6. The 8
mm diameter %iom cell has a pathlength to surface area ratio equal to 40 m-l. The
pathlength to surface area ratio is, however, only one factor in the determination of
a cell usefulness.
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The multi-pass cell design has a significant drawback for use in applications
involving in-line monitoring of gases. The gas flow enters and exits the relatively
large cell volume through small orifices ,thus it takes several cell volumes of gas
flow to remove a reasonable amount of a given gas sample from the cell. The gas
flow volume required is termed the exchange volume. An ideal cell will have a low
exchange volume. In contrast to the White cell, the nearly Iaminar flow in the Axiom
results in a complete exchange of the gas sample when the flow volume approaches
the cell volume. Figure 5.6 shows that when a relative small amount of acetone is
injected to a 10 m White cell (volume = 1.75 L) compared to a 4m Axiom cell (
volume = 3.2 L) the residence time of the acetone in the cell is longer in the White
cell than in the Axiom cell. Furthermore, the White cell available for this research
could not be heated nor dried lower than about 150 ppb as explained in section 4.1.
Hence, the Axiom cell was selected for incorporation into a prototype of a trace
water determination instrument. A White cell with considerably improved design is
now available from CIC Photonics (see section 7.2.4).(4)
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Figure 5.6 Plot of the relative acetone signal level vs. time for A) 10 m White
cell and B) 4m Axiom cell. It can be seen that the time to decrease the
acetone signal to zero is longer in the White cell than in the Axiom cell.

A SNR calculation as a function of the length of the cell can be performed to
determine the optimum pathlength. The optimum SNR using the DTGS and lnSb
detectors for the background and cell HzO concentration determination occurs at a
gas cell length of 14.5 m.(5) That value is dependent on the noise levels in the
DTGS and lnSb detector, and on the transmission of the Axiom cell. The analysis
assumes only signal-independent detector noise, small absorbance, and a
univariate concentration estimate at the 3744.6 cm-l HZO absorption. However, the
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ultimate FTIR system will be based on an evacuable and/or purged dual-beam FTIR
system with one detector. The optimum pathlength in this single detector system
will be different from that found to be optimum in the two detector system.

Optimization of the pathlength depends on the tradeoff between two factors,
increase in absorbance and loss of light, as the pathlength increases. The signal or
absorbance, S, is proportional to the cell length, L, and the noise, N, is dependent
on only the lnSb detector noise, cfln.Sb,as shown in equation 5.1.

N CoIAII;’ + I;21”2 .....(5.1)

where lB and 1~ are the background and sample cell intensities that reach the

detector, respectively. 1~ and 1~ are dependent on the initial intensity coming from

the spectrometer source, Ii ,and any loss of light due to the transmittance of the gas

cell, Two cases are now considered; first in a single channel evacuable FTIR

system, the background and sample intensities are equal to Ii&h’b, where L. is the

length of the gas cell, and To is the transmittance of the gas cell per unit length Lo.
In a dual beam FTIR system the reference channel bypasses the gas cell so that
the background intensity is equal to Ii. By applying equation 5.1 to both cases we

obtain the following SNR proportionalities as shown in table 5.1.

Table 5.1 SNR proportionalities for a single channel
and dual channel FTIR system.

I Case I SNR txo~ortional to I

Assuming a transmittance value of 0.85 and 0.32 per meter for the 32 mm and 8 mm
diameter Axiom gas cell, respectively, and considering case 11,the maximum SNR is
obtained at a pathlength of about 6.8 m in the 32 mm diameter cell and 1 m in the 8
mm diameter cell. These results are shown in Figure 5.7. Table 5.2 summarizes
the optimal pathlength and the relative value of the SNR for each cell and
spectrometer configuration considered in this dissertation. It should be noted that
even though the White cell has three times more SNR than the 32 mm diameter
Axiom cell, the decision to use a folded single-path cell instead of a multiple-path
was due to considerations of equilibration time discussed above. The 32 mm
diameter Axiom cell has seven times more SNR than the 8 mm diameter cell.
Experimental results with both cells will be discussed in Chapter 6.
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Figure 5.7 Plot of the relative SNR as a function of the Axiom cell pathlength
according to case II in table 5.1. Plot a) is for T=O.85 (32 mm diameter cell,
while plot b) is for T=O.32 (8 mm diameter cell).
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Table 5.2 Optimal pathlength and relative SNR value for the three cell
and spectrometer configuration considered in this
dissertation.

Cell Type TO Lo Case I Case II
(m) Max. L(m) , rel. SNR Max. L(m) , rel. SNR

32 mm diam. 0.85 1 6.2 , 1.60 6.8 , 2.14

Axiom cell
8 mm diam. 0.32 1 0.9 , 0.23 1 , 0.30
Axiom cell
White cell 0.97 0.55 18 , 4.70 20.0 , 6.27

Even though a 14.5 m is the optimum length for maximum SNR using the
Nicolet 800 two detector system, ‘a a 32 mm diameter 8m pathlength Axiom cell was

used in most of the optimization experiments. The time required to reach
equilibrium with a new sample decreases significantly as surface area is decreased,
hence shorter cells have been considered. Results with a 1m pathlength 8 mm
diameter and 2 m 32 mm diameter Axiom cell will be discussed in chapter 6.

5.5 IMPROVEMENT OF CLS DATA ANALYSIS

When processing spectrochemical data the Classical Least Squares
multivariate calibration method provides significant improvement in sensitivity when
compared with univariate analysis, e.g., measurement of just one isolated peak
height or area. The improvement derives from the use of multiple frequencies
relating the reference spectrum to the sample spectrum. Haaland and Easterling
showed improvements of factors of 5 to 7 when CLS was compared to univariate
methods applied to gas phase analysis of CO, NzO, and C02. ‘G)They also
mathematically estimate the improvement in precision of the CLS method over the
univariate method by comparing the standard deviation of the concentration
estimates produced by the two methods using different baseline assumptions.m

The CLS concentration estimate that was used in this research across each
H20 absorption region is based on the following CLS model:

A~i=a+bvi+kAn+e,i .....(5.2)
where ~i and An are the sample and reference absorbance at frequency i,
respectively, k is the ratio of the sample to the reference concentrations, a and b are
the offset and slope parameters used to model an assumed linear baseline in the
sample absorption spectrum across each HZO band, vi is the frequency at the ith
point in the sample absorbance spectrum, and e~i is the absorbance error in the
model. Note that the sample absorbance is related to the reference absorbance
plus a linear baseline, with a,b, and k as the unknowns. To determine the least-
squares estimates of k (since it is the only parameter containing concentration
information), several assumptions about the spectral noise are made. It is assumed
that the reference spectrum has no error, that the noise in the sample spectrum is
uncorrelated, additive, zero-meaned, and normally distributed, and that the variance

of the noise within the sample spectrum is a constant, o:. This last assumption is
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true only in transmission spectra, but it is a good approximation for weak absorption
spectra. Under these conditions the least squares estimates of k is obtained
solving:(G)

~c~ = c1IC23– clzcl~ .....(5.3)
c1~c22– C:*

where the various q’s coefficients are combination sum of squares and cross
products of spectral frequencies and absorbance over then frequencies in the
spectral region as follows:

c12=~vi4”–(~vlX~~)/~7 .....(5.5)

c13=~viAti-(~vi)(~Ati)/~1 .....(5.6)

c22=~4?–(~4. )2/n .....(5.7)

c23=z4~ti–(~4x~~ti)/~? .....(5.8)

The variance of the CLS concentration estimate is:

Var(t)cu = Of / c .....(5.9)

where:
2

c = C11C22—C12 .....(5.10)
c11

The univariate concentration estimate can be calculated by taking the difference
between the peak height of a chosen absorption peak and a nearby baseline in the
sample spectrum, As~, relative to that of the same peak in the reference spectrum,
h. The concentration estimate in this case is:

~uti=&
Am

.....(5.q A]

The variance of the estimated k at a single frequency, is:

Var(~)~ = O; / A; .....(5.12)

which is greater than Var(~CD) since the denominator consists of the absorbance at

only one isolated frequency. The improvement in precision of the CLS estimate
relative to the conventional univariate analysis is obtained by taking the square root
of the ratio of the variances in equations 5.12 and 5.9.

t

In order to experimentally determine the improvement in precision of CLS
analysis over univariate analysis, 40 consecutive spectral measurements collected
using fixed time and aperture and a series of resolutions of a slowly varying sample
of HZO in Nz were analyzed. The data collected at each resolution are similar to
those in Figure 4.12. The goal is to determine the increase in SNR of the CLS
method relative to univariate analysis. The SNR is calculated by taking the inverse
of the standard error of estimates, SEE of the 40 consecutive spectra assuming a
fixed signal level (constant concentration of water). Plots such as the one shown in
Figure 4.5 give us a confirmation that we are measuring the noise level at each
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resolution with proper cancellation of the H20 absorption bands. The
interferograms were processed using the boxcar anodization, no zero-filling, and
spectral region 3788 to 3910 cm-l without peak selection for the CLS analysis. The
univariate results were obtained using an analogous calculation of the SEE of 40
repeated measurements but only at the 3837.87 cm-l absorption band. Figure 5.8
confirms the increase in the SNR of the CLS method over the univariate analysis for
a series of resolutions, where the improvement is 2-5 times depending of the
resolution chosen.
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Figure 5.8 Experimental results for a fixed scan time showing the relative SNR
of the CLS and univariate calculations as a function of spectral resolution.

5.6 SPECTRAL RESOLUTION

It was initially thought that high resolution should be used in the analysis to
fully resolve the narrow gas phase HZO spectral lines. However it was noted in
section 1.2 that SNR is directly proportional to resolution, so that high resolution
spectra are noisier than low resolution spectra. Another consideration is the
detection of interfering species. Interference can be detected and avoided by the
use of high resolution. The best situation is to identify the lowest resolution that still
retains the required information, because this resolution will produce the highest
SNR in a given measurement time. The experimental result in Figure 5.8 showed
the dependence of SNR on resolution at fixed collection time and fixed aperture,
which is small enough to be compatible with high resolution spectra. Maximizirm
the instrument throughput for each resolution further favors broad resolution -
measurements. Despite the 0.2 cm-l H20 line width, resolutions as low as 2 or 4
1 produce spectra that give good analytical results. This is a significant result
because a low-resolution spectrometer which is potentially smaller, more robust,
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and cheaper, can be used with no sacrifice in performance. Figure 5.9 shows HzO
spectra measured with varying resolution. A resolution of 4 cm-l does not allow us
to clearly differentiate the peaks selected by the CLS routine and therefore does not
allow us to recognize spectral interference. Thus, we have chosen to focus our
work on resolution of 1 and 2 cm-’, values that represent good compromise between
instrumental complexity and the ability to recognize interferences.
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Figure 5.9 A series of HzO absorption spectra at different spectral resolution.
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CHAPTER 6

PROTOTYPE DEVELOPMENT

6.1 ENHANCED FTIR INSTRUMENT

The results obtained with the Nicolet 800 FTIR system presented in chapter 4
show that it is possible to determine low ppb levels of water vapor in gaseous
samples using FTIR spectroscopy and classical least squares multivariate data
analysis. A number of design improvements have been discussed in chapter 5 that
should be incorporated into an optimized FTIR spectrometer for trace water
determination in corrosive gases. Not only the choice of pathlength and collection
time dictate the detection limits, other parameters such as beam path design, cell
equilibration time, and spectral resolution must be also considered.

Two beam path designs, an evacuable single beam and purged dual-beam
systems, were discussed in section 5.1. The most significant difference between
the proposed enhanced purged dual-beam FTIR system and its predecessor
(Nicolet 800) is the use of a single lnSb detector, which greatly improves the SNR.
This dual-beam design allows the measurement of the background H*O and the
sample H20. It was calculated from table 4.4 that the 2 csdetection limits for the
determination of HZO in N2, HCI, and HBr, using only the lnSb detector, are about 7,
17, and 10 ppb, respectively. However, the use of a 8 m pathlength and a 10
minute collection time makes this determination impractical for field use. Significant
improvement in the SNR (by an order in magnitude) could be obtained with the use
of an optical band-pass filter that limits the light incident on the detector to only the
frequencies of interest. This fact allows the use of a shorter cell and less collection
time that give up some sensitivity in order to perform more practical measurements.
Table 6.1 shows a summary of improvement changes and trade offs that can be
obtained in the prototype FTIR system.

Table 6.1 Summary of improvement changes in SNR and trade offs
expected in the prototype FTIR system.

I Improvement I Change in SNR I Comments I
Dual Beam, lnSb detector lx allows H20 background

measurement
I Ootical band-~ass filter I lox I limits frequencies of interest I

Low resolution lx reduces FTIR cost
Compact, well sealed FTIR lx decreases purged time
1 minute collection time I/fix fast collection time

2 m Dathlenath 114X fast equilibration time
I Total Change SNR 0.8 X
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The data in table 6.1 show that even using a short absorption path and fast
measurement time, low ppb detection limits can be achieved. Results with a purged
system accessory connected to the Nicolet 800 spectrometer will be first presented.
An evacuable FTIR system from Midac Corporation was also tested. The ultimate
FTIR system will be a compact, well-sealed spectrometer but, alternatively, an
accessory for existing FTIR spectrometers can be made available.

6.2 DUAL BEAM ACCESSORY PROTOTYPE

A dual beam prototype accessory for the infrared determination of trace HZO
levels in corrosive gases has been built in collaboration with Axiom Analytical. A
detailed schematic is shown in Figure 6.1. The accessory consists of two beam
paths, that are alternatively selected by two 2“ movable plane gold mirrors, and a
single-pass folded Axiom gas cell similar as the one shown in Figure 2.6. The
accessory was attached to the Nicolet 800 FTIR using Axiom tubing as shown in
Figure 6.2. Two different gas cells with different diameters and length tubing were
tested to determine the best configuration. In this case “best” is a trade off between
fast equilibration response at different H20 concentrations and low detection limits.

Gas In
‘as out ~~ ~eg ~i~eCj

Mirror Housing

00
v Cell

1

“-7’ ‘ k

Movable
- -+ Mirrors

Housing

1’+“’’------) ‘/
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Figure 6.1
mirrors to

Schematic of the dual-beam accessory. Note the two movable
select whether the reference or cell channel.
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Figure 6.2 Photo of a 32 mm diameter, 2 m Axiom cell.

The optimum pathlength for maximum SNR was discussed in section 5.4.
For an 8 mm diameter Axiom gas cell the optimal pathlength under case II is 1 m
(see Table 5.2). The cell is shown in Figure 6.3. Even though a 6.8 m length gives
maximum SNR for a 32 mm diameter Axiom cell, a 2 m cell was used as showed in
Figure 6.2. Both cells give up some sensitivity in favor of coming to equilibrium
rapidly. The loss in sensitivity is recovered by incorporating an optical band-pass
filter into the optical system that limits the spectral range to the 3600-3910 cm-l HZO
frequency range and improves the SNR.
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Figure 6.3 Photo of a 8 mm diameter, 1 m Axiom cell.

It was noted in chapter 4 that the lnSb detector saturates at relatively low
light levels. Experiments carried out without the optical band-pass filter, but using
an 8 m cell, avoided the saturation problem due to the low transmittance (about 5
‘A) of the 8 m cell. The use of a band-pass filter in a smaller cell (8 or 32 mm
diameter) with a higher transmittance than the 8m cell, avoids the lnSb saturation
problem.

An experiment was performed in order to test the linearity of the response of
the lnSb detector using the dual beam accessory and the optical filter with the light
source from the Nicoiet 800 spectrometer. The light was attenuated by using
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blocking screens and maintaining the lnSb preamplifier at its minimum value.
Figure 6.4 shows the response of the lnSb detector (peak-to-peak voltage in the
interferogram signal) to varying light intensity reaching the detector with no cell. It
can be seen that the lnSb detector does not saturate under these conditions.

Figure 6.4
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6.2.1 HZO Calibration

A H*O calibration in NPwas performed using the Nicolet 800 FTIR
spectrometer attached to the dual beam accessory with a 32 mm diameter, 2m
Axiom cell. Purging the enclosed spectrometer for about two weeks was still
necessary to bring down the background HzO level to less than 1 ppm. Figure 6.5
shows the calibration curve of the HzO concentration determined spectroscopically
using CLS data analysis as described earlier, versus the HZO concentration
measured by the reference method (permeation tube). Each point in the calibration
curve is the total H20 concentration measured in the sample path minus the
background HzO measured in the reference path. There was a slight difference in
the cell and reference pathlengths. It is possible to design an instrument where
both paths are identical in length so that the absorption spectrum of H*O in the gas
cell may be derived from the ratio of the sample and reference spectra.

The data in Figure 6.5 were collected using one minute scanning time at 2
cm-l spectral resolution in the sample channel, and then the moving mirrors were
switched to the reference channel for another one minute collection. It was
observed experimentally that the drift using a one minute collection time is about 1
ppb after conditioning the cell, thus the error due to the background drift is
negligible. The inverse of the slope of the linear fit in the calibration curve is about
532 ppb/arbitrary CLS unit, that converted to a 8m cell gives 133 ppb/ arbitrary CLS
unit, which is a 20 $!40 over the values found in section 4.2. Those calibration results
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may differ partly because of a few percent error in the pathlengths, and highly due
to the reliability of the reference methods (see section 4.2.1). However, the time
required to equilibrate the system using the 2m cell is considerably less than that
required when using the 8 m cell. Each calibration point could be performed at
about 0.5-2 hour with the usual procedure of heating and purging the cell and letting
the cell equilibrate to measure a specific HzO concentration.
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Figure 6.5 Measured HZO concentration in Nz vs. the reference values from the
permeation tube (2 m Axiom cell). The solid line is a linear regression.

6.2.2 Detection Limits

To determine the detection limits using the dual beam accessory with the 32
mm diameter 2m cell, 54 consecutive spectra were sequentially collected using the
band-pass filter at a low constant level of HzO concentration in Nz. One minute
spectral collections were used. The experimental data showing the precision of this
determination is presented in Figure 6.6. The solid line is a second order
polynomial fit to account for the small drift in the HzO determination. The SEE is
reported to be 6.1 ppb using the reference channel data and 6.4 ppb using the cell
channel data. Pooling both results the estimated two sigma detection limit is

2~(6.1)2 +(6.4)2 =18 ppb. Repeating the same experiment but now not using the

optical band-pass filter the SEE is reported to be about 25 ppb using the reference
channel and 31 ppb using the cell channel. Thus, a factor of 4-5 times improvement
in precision is achieved by using the optical band-pass filter. Note that the use of
an optical filter avoids saturating the lnSb detector but the light intensity could not
be increased to see the theoretical ten times improvement in SNR. Obviously the
detection limits could be reduced to 10 ppb using a longer collection time. The
same experiment using the 8 mm diameter 1m cell, with the optical band-pass filter
was carried out. A 126 ppb detection limit was achieved. The higher detection limit
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is caused by less transmittance and less pathlength of the cell as expected by the
SNR values in table 5.2.
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Figure 6.6 Experimental data showing the precision of the measurement of
the background HZO plus cell concentration ion N2 using an optical filter, 2 m
Axiom cell, lnSb detector and one minute collection time.

6.3 EVACUABLE MIDAC FTIR SPECTROMETER

P. B. Henderson and S. Werschke tested an evacuable FTIR system (Midac
Corporation) and demonstrated a detection limit of less than 10 ppb in HCI and
other gases. ‘1) The spectrometer features a sealed optical bench that can be
evacuable to about 10~ torr. By evacuating the spectrometer to 1 x 10~ torr less
than 1 ppb of H20 is present in the background, as it was calculated in section
5.1.1. The system included also a sensitive lnSb detector with an optical band-pass
filter, and a linear-flow 4 m Axiom gas cell,

We have also tested the Midac evacuable FTIR system in our facility. We
were able to obtain pressures of about 5 x 10% torr in about 48 hours of pumping
with an 80 liter/minute mechanically-backed turbo pump. Pressures of about 1 x 10-
e torr are obtained after 3-4 days of pumping.

An HZO calibration in N2 was performed using the Midac FTIR spectrometer
attached to a 32 mm diameter, 4m Axiom gas cell as shown in Figure 6.7. Figure
6.8 shows the calibration curve of the HZO concentration, determined
spectroscopically using the CLS data analysis as described earlier, versus the HzO
concentration measured by the reference method, the permeation tube. Each
calibration point on the curve was calculated from the standard H20 concentration
of 1942 ppb (See Figure 6.9). This concentration was determined using the
permeation tube. When using the vacuum spectrometer the contribution to the
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water spectral features due to the background H20 are considered negligible since
the spectrometer pressure was maintained below 5 x 105 torr.

Consecutive spectra were collected using 2 cm-l resolution and one minute
collection time to determine the detection limits. No optical band-pass filter was
used in this measurement. A graph similar to that in Figure 6.6 yielded an
estimated SEE value of 46 ppb. However, here was some evidence of misalignment
in the Midac spectrometer which might have occurred during shipping. The
misalignment could not be corrected due to the ruggedness of the system.
However, by using an optical band-pass filter and proper spectrometer alignment an
improvement in SNR and therefore low ppb detection limit is expected.

Figure 6.7 Photo of the evacuable Midac FTIR spectrometer.
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Figure 6.8 Measured HZO concentration in NZ vs. the reference values from the
permeation tube. Data were collected using a 4 m pathlength Axiom cell and
an evacuable Midac spectrometer. The solid line is a linear regression.
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6.4 DUAL-BEAM OR EVACUABLE FTIR SYSTEM

Both FTIR system configurations, purged or evacuated, use an optical band-
pass filter to limit the light intensity to the HZO frequency of interest. An experiment
was performed with the Midac FTIR optical bench without any attached gas cell .
The goal was to compared the noise level or SNR, of the Midac system with and
without the optical filter. In both cases, with and without the filter, the detector
preamplifier was adjusted so as to take advantage of the ADC range, but avoids
saturation. Consecutive 1 minute scans were recorded at 2 cm-l resolution with and
without the filter to determine the RMS noise level of the Midac FTIR system. The
RMS noise, shown in table 6.2, was determined by examining a 100% line plot. To
assure proper cancellation of the HZO bands, the experiment was performed at a
low and stable concentration of HzO in Nz, so that if the data in Table 6.2 were
plotted, the RMS noise of the 100% lines would show the expected dependence of
(# time)-1’2 similar to that shown in Figure 4.5. From the data in table 6.2 it can be
concluded that the improvement in SNR achieved by using the optical filter is a
factor of 5 as it was seen with the 2 m cell attached to the Nicolet FTIR.. This
improvement in SNR by using the optical filter was confirmed by estimating the
precision of 54 consecutive one minute 2 cm-l resolution scans. The SEE of the
data using no filter is about 40 ppb compared with about 9 ppb using the filter. It
must be noted that the specific improvement by using the optical filter depends on
the available light intensity in the spectrometer. Ideally a ten times improvement is
reachable if the intensity of the light could be increased by an order of magnitude
without saturating the inSb detector.

Table 6.2 RMS noise measured without and with the optical filter
using the Midac FTIR spectrometer.

Scanning Time RMS Noise RMS Noise
(Minutes) No Filter, x 10-5 With Filter, x 10-5

1 13.56 2.74
2 9.95 2.11
3 8.15 1.71
4 7,46 1.53
5 6.76 1.34

I 6 I 6.09 I 1.18 I
7 5.18 1.04
8 5.12 0.96
9 4.75 0.98

10 . . 0.95 1

Reducing the background HzO to a low and stable concentration is the key
issue in a purged system. To measure low ppb levels of HZO vapor in the gas cell is
difficult especially when the background HZO is 10-100 times the HZO concentration
in the gas cell. A small, rugged, sealed spectrometer, such as the Midac, has less
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internal volume, less internal surface area, and far less “leaks” to the ambient
atmosphere than does a spectrometer such as the Nicolet 800. Thus, purging the
Midac should be more efficient than purging the Nicolet. As with the Nicolet we
purged the Midac with dried Nz that was passed through a molecular sieve dryer to
provide a N2 flow with about 100 ppb of HzO. Figure 6.10 shows the drydown curve,
i.e., the HZO background concentration versus time, for the Midac spectrometer.
The spectrum of about 2 ppm of HZO, shown in Figure 6.9, was used as the
standard. It can be seen that only 24 hours are required to achieve a relatively
stable background HZO level of less than 1 ppm. This value compares to Figure
2.4, where 2 weeks were required to obtain the same background HzO
concentration level using the Nicolet 800 system.

Both FTIR system configurations, purged or evacuated, have been shown to
be capable of determining HzO vapor with a precision of about 10-20 ppb when
using an optical band-pass filter, classical least squares multivariate calibration,
and 1 minute collection time. This statement is based on our characterization of the
purged system, and the work of Henderson and Werschke using an evacuable
system. We believe that the ultimate user will decide which configuration is more
suitable for his application. Nevertheless, there are similarities, advantages and
disadvantages of both configurations
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Figure 6.10 Drydown characteristics of the Midac spectrometer.

The main advantage of the evacuable FTIR system is that the background
water level is reduced to a negligible level, hence the water level in the sample is
the result of a single measurement. The disadvantages of using an evacuable
system involve maintaining and monitoring the vacuum. Furthermore, small leaks
may establish gradients of water vapor concentration throughout the instrument that
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are not adequately monitored by a pressure gauge near the pump. Finally, the cost

of a vacuum system will be higher than a purged system since it adds complexity to

the system.

6.5 CONCLUSIONS

A FTIR prototype accessory system has been built and tested for the infrared
determination of trace levels of HZO vapor in corrosive gases. The detection limit of
the system is about 20 ppb using CLS data analysis, 1 minute collection time, and
an optical band-pass filter. The accessory consists of a dual beam path design with
movable mirrors. The cell is a single folded path, 2m pathlength, linear flow cell
manufactured by Axiom Analytical. The advantage offered by this shorter cell is that
it is easier to dry out and stabilize. However, if improved sensitivity is necessary
either or both the length of the gas cell or the collection time can be increased.
Longer data collections increase the measurement time. Longer cells require more
time to reach equilibrium. Thus, increased sensitivity comes with a price.

A complete FTIR system is also currently available from Midac Corporation.
The system consists of an evacuable and/or dual-beam bench with a 4 m Axiom gas
cell and comes equipped with the software necessary to perform an auto
background correction (chapter 3) and CLS data analysis. The user will ultimately
decide which system is more suitable for his/her application, We propose, when the
cost is justified, that the ultimate instrument should have both the capabilities to
operate using dual-beam and at vacuum. Such a system offers the flexibility to
choose the operating mode on site, or change as experimental conditions dictate.
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CHAPTER 7

RESEARCH SUMMARY AND FUTURE STUDIES

7.1 RESEARCH SUMMARY

FTIR spectroscopy combined with Classical Least Squares multivariate
calibration has been shown to be an appropriate method for determining the trace
water content in semiconductor gases. CLS data analysis has been shown to lower
the detection limits relative to a univariate data analysis, and should be more
reliable if a large suite of outlier diagnostic tools can be used to detect situations,
e.g., an interference, where the accuracy of the determination might be suspect.
The major challenges encounter when performing a HzO calibration or estimate of
detection limits in semiconductor gases have been addressed and experimental, as
well as data analysis procedures, have been applied to successfully make the
determinations.

A prototype dual-beam system has been built and tested. The detection limit
of the system is about 20 ppb using 2 cm-l spectral resolution, a one meter cell, and
an optical band-pass filter. This performance is better than any commercial
instrument capable of a quantitative determination of HZO vapor in corrosive gases.
Other optical techniques are currently being investigated and may ultimately be
shown to have a better detection limit than does infrared spectroscopy. However,
the low cost, simplicity, and wide acceptance of infrared spectroscopy will insure its
future use within the scientific community.

An FTIR accessory and a complete FTIR system based on the concepts
developed in the research discussed here are now commercially available from
Axiom Analytical and Midac Corporation, respectively, The accessory consists of a
dual-beam single-pass folded Axiom cell with an lnSb detector. It can be attached
to any existing FTIR spectrometer. The software necessary to perform an auto
background correction and CLS data analysis must be added to the system. The
pathlength in the cell is user dependent but we recommend the use of a 2 m or 4 m
length due to equilibration issues discussed above.

A complete FTIR system is manufactured by Midac Corporation. It consists
of a small ruggedized evacuable spectrometer integrated with a suitable cell. The
cell is either a dual beam or single beam folded Axiom cell coupled to an lnSb
detector. The evacuable FTIR system operates at pressure of at least 10-5 torr
(preferably 10+ torr) so that the H20 background is reduced to a negligible level.
This is the main advantage of the evacuable system, but the set-up cost,
maintenance and monitoring of the vacuum are the main disadvantages.

The key issue for successful operation of a dual-beam non evacuated FTIR
system is to have an excellent and stable purge. We have demonstrated that the
H20 background level in the Midac spectrometer can be reduced to less than 1 ppm
in about 24 hours. The ultimate instrument will be, when the cost is justified, one
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that uses evacuation to reduce the HZO background and a dual-beam design to
monitor the background.

7.2 FUTURE STUDIES

7.2.1 Effect of hydrogen bondinq in the HCI-HZO calibration

We have assumed during our instrument development that the calibrations
for low levels of water vapor in the three gases studied (Nz HCI, and HBr) are
identical. However, there are some indications in the literature that suggest that
hydrogen bonding in an HCI-HZO sample may cause decrease peak intensities,
peak shifts, and peak broadening, when compared to the NZ-HZO sample. Pivonka(l)
reported no observable difference in the molar absorption coefficient, nor any band
broadening or frequency shifts, between the two sample mixtures when measured at
2 cm-l resolution in a high HZO concentration sample (about 25 ppm). However, he
reported a slight absorbance attenuation and band broadening for HZO in the HCI
versus Nz matrix at 0.5 cm-” resolution. Miyasaki and coworkers(2) observed a HzO
peak height reduction of 18-33 % in HCI depending on the specific absorption peak,
compared with those in N2. They also reported a 50% bandwidth broadening in the
HCI matrix in the 1653 cm-l water absorption band when measured at 0.25 cm-l
resolution in a 10 ppm HZO sample. Figure 7.1 shows their HZO calibration in Nz
and HCI matrices at 2 cm-l resolution measuring the peak height absorbance at
3854 cm-l. Note that by diminishing the HzO concentration in the matrices the
difference in peak intensities get smaller in both matrices. Inman and McAndrew(3)
reported no shift in the HZO absorption frequency in the HCI matrix compared to the
N2 matrix, but showed the pressure broadening coefficient of HZO in HCI is
approximately three times its value in Nz.

The impact of the HzO-HCI interaction is a change in the calibration for the
amount of water present in the sample. As shown in Figure 7.1 there is about a
30!L0difference in the slopes of the calibrations for water in HCI versus water in
nitrogen. If, as done in our work, the determination of water in HC is based on a
calibration performed in Nz, an error will result. The error, however is small in the
region of water concentration less than 400 ppb, the region of concern in the
microelectronics industry.

The differences in calibration, hence the amount of error, is dependent upon
the experimental conditions, i.e., choice of water bands, cell pressure, spectral
resolution, etc. The differences in calibration for water in Nz versus water in HCI or
HBr should be carefully characterized. It will require, however, the use of a vacuum
spectrometer. If, as was the use for almost all of our work, a purged system used, it
will be almost impossible to study the changes due to hydrogen bonding in a sample
of low water concentration due to the presence of the large (and unperturbed)
background signal.
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Figure 7.1 Calibrations of H20 in N2 and in HCI matrices(2).

7.2.2 Backcwound Modulation

The FTIR accessory described in section 6.2 uses a dual-beam path channel
to separately measure the background and sample HzO concentrations. These
measurements are made by moving the mirrors as shown in Figure 6.1 and
collecting a spectrum from each channel. For this approach to be successful the
drift in the HZO background concentration needs to be small relative to the desired
precision of the determination.

An improvement to the dual-beam approach is to use beamsplitters in place
of the moveable mirrors and modulate the bypass beam. As shown in Figure 7.2,
the light coming from the FTIR spectrometer will be directed to the FTIR accessoty
through an optical band-pass filter, and then split into two equal portions by a
beamsplitter. One beam is directed into the sample gas cell. The other beam
bypasses the cell. A modulator, mechanical or electro-optical, chops the bypass
beam at a certain frequency f. The two beams will be recombined by a second
beamsplitter and will be directed to the detector. The optimum design would have
the pathlengths (external to the sample cell) identical. By using this modulation
technique, both measurements (sample and background) will be acquired
simultaneously, which will eliminate the error due to the background drift.(4)
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7.2.3 Multicomponent CLS analvsis

Impurities other than HZO in semiconductor corrosive gases include Nz, 02,
COZ, CO, CHA, and some metals such as Fe, Cr, Ni, etc. Usually the analysis
methods quantify these impurities contents are gas chromatography, lCP/MS, and
FTIR spectroscopy. It has been emphasized that CLS multivariate calibration is
highly suited to the analysis of gas phase infrared spectra. We have focused only
to the determination of H20, but other impurities, such as CO, C02, CHA, and even
HCI in HBr or viceversa could be quantitatively be determined by infrared
spectroscopy and CLS multivariate analysis. For monitoring HCI purity, for
example, the approach would be to use a pure component spectrum for each of the
five gases (H20, HBr, CO, C02, and CH4) in a five component CLS model. A
multicomponent CLS model should have better precision when compared to a single
component CLS model. In section 4.2.2 only five H20 bands were used to
determine the detection limit of H20 in HCI due to the potential presence of
interfering species such as C02 and CH4. By including these species in the CLS
model we can include more frequencies in the calibration and therefore improve the
detection limits of the determinations. A more rigorous analysis on how many
frequencies should be used in the calibration needs to be carried out.

FTIR spectroscopy coupled with CLS multivariate data analysis can be
applied successfully for the determination of gaseous impurities in gas samples with
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improved detection limits. The exact performance for each impurity must be
determined experimentally as it was done with trace water vapor.

7.2.4 Use of a multiple-pass folded qas cell

A method of enhancing the sensitivity in the measurement of gas phase
spectra is the use of a very long pathlength. There are two basic gas cells long
path designs that differ on how many times the infrared beam pass through the gas
sample. These are the single-pass and multiple-pass gas cell designs. Single-pass
gas cells, like the Miom gas cell, allow the beam to pass through the gas only once.
They are made of nickel-coated brass tubes. That function as gas cell and
lightpipe. They are generally used as process gas cells. Multiple-pass gas cells
are based on the White cell design, where multiple reflections using a three mirror
arrangement direct the beam back and forth through the sample. They are
commonly made of borosilicate glass to preserve chemical inertness. They are
generally used in laboratory analysis.

The reasons for choosing the single-pass, folded Axiom gas cell in our
prototype development centered mostly on the time required for the cell to come to
equilibrium with a new sample (see section 5.4). The glass-made White cell that we
tested could not be heated nor dried lower than 150 ppb. However, there are now
beatable cells available constructed of aluminium with specialty coatings. The main
concern with adjustable multiple-pass cells is maintenance of good alignment during
heating/cooling cycles. Fixed pathlength cells are now available that according to
specifications, maintain alignment during heating/cooling cycles.

CIC Photonics has introduced a multiple-pass, beatable, 10 m fixed
pathlength gas cell for high sensitivity gas analysis. The cell material is made of
nickel-plated stainless steel. It has been designed specifically to be low volume

“ ‘q This cell could be an attractive(1.7 liters) and minimum surface-to-volume ratio .
alternative to the long single-pass design used in our measurements. The small
volume, low surface area might make equilibration times fast and the 10 m
pathlength might improve sensitivity. The performance of the cell will have to be
proven experimentally.
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